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PREFACE

As we progress into the future, the role of medical devices in the diagnosis of diseases and administration of therapy is growing by leaps and 
bounds. Over the past century, many new innovations and improvements in technology have been created making medical devices almost 
indispensable in patient care. The increasing use and dependence on devices in diagnosing and managing patients has created the need to assess 
availability and distribution of medical devices in this country.

The National Medical Device Survey (NMDS) was designed to identify the supply, procurement, and utilisation of medical devices to ensure 
equitable health to all Malaysians. This collaborative effort between the Medical Device Bureau, Engineering Division and Clinical Research Centre 
also aims to determine whether the available devices are actually meeting the current needs of healthcare providers and patients. NMDS is part 
of the umbrella project, the National Healthcare Statistics Initiative that collects data on the various components of the national healthcare system.

This is indeed not an effort in isolation, in 2007 WHO conducted the Priority Medical Devices project with a similar aim albeit with an extended 
worldwide scope. The gaps between need and supply of medical devices in several high-burden diseases in countries with varying development 
status were studied. Our initiative is indeed in line with the WHO strategic objective of ensuring improved access, quality and use of medical 
devices.

The wide array of devices that span from basic non-active devices such as hospitals beds and stethoscopes to high cost, high technology devices 
such as Positron Emission Tomography scans made the task of identifying devices to be included an arduous one. Reasoning for the need to study 
both ends of the spectrum with all its in-betweens cannot be denied however this report focuses on non-invasive active devices that have a strong 
importance in 12 major disciplines.

Much effort has gone into the collection of data, corroboration with external sources and analyses to produce this report. To all agencies and 
institutions that have cooperated in this study, I thank you and am pleased that the objectives of this study have been met.

.................................................
Dato’ Dr. Hasan Abdul Rahman
Director General of Health, Malaysia
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About the National MEDICAL DEVICE SURVEY

Definition of Medical Device

The Global Harmonization Task Force (GHTF), a collaboration of multi-national medical device regulatory authorities and the regulated industry, 
defines medical device as any instrument, machine, apparatus, implement, appliance, implant, in vitro reagent or calibrator, software, material or 
other similar or related article1 which:

a.	 Is intended by the manufacturer to be used, alone or in combination, for human beings for one or more of the specific purpose(s) of:

•	 diagnosis, prevention, monitoring, treatment or alleviation of disease

•	 diagnosis, monitoring, treatment, alleviation of or compensation for an injury

•	 investigation, replacement, modification, or support of the anatomy or of a physiological process

•	 supporting or sustaining life

•	 control of conception

•	 disinfection of medical devices

•	 providing information for medical or diagnostic purposes by means of in vitro examination of specimens derived from the human body

b.	 Does not achieve its primary intended action in or on the human body by pharmacological, immunological or metabolic means, but which may 
be assisted in its intended function by such means.

Hence, functions of medical devices extend from disease diagnosis to treatment, inclusive of disease prevention, monitoring, management of 
conditions and diseases, health promotion as well as alleviation of functioning disabilities. It is no wonder that in the past century, medical devices 
has become a crucial aspect of healthcare, to the workforce and the healthcare establishments. Table 1.1 lists its various scientific breakthroughs.

Table 1.1 From the most rudimentary early stethoscope to the current Positron Emission Tomography machines, medical devices 	
	  have come a long way. Medical practice is becoming increasingly dependent on these devices.2

Year Inventions / Breakthroughs Key Inventor

1800 – 1850 Stethoscopes,laryngoscopes,opthalmoscopes -

1895 Xray                                                                                        Wilhelm Roentgen

1903 Electrocardiogram machine Willem Einthoven

1927 First modern respirator Philip Drinker

1945 First Kidney Dialysis Machine Willem Kollf

1950 First hip replacement Austin Moore

1951 First commercially available artificial heart valve Miles Edwards

1952 External cardiac pacemaker Paul Zoll

1960 Totally internal pacemaker Wilson Greatbatch

1970 Computed Tomography Scanner Godfrey Hounsfield

1972 Pulse oximeter Takuo Aoyagi

1976 Positron Emission Tomography Abbas Alawi

1977 Magnetic Resonance Imaging Raymond Damadian

1982 Permanent Artificial Heart Willem Kollf
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The objectives – Why a survey on medical devices?
Due to the significant contributions of medical devices to healthcare, national and cross-national surveys were carried out by various countries or 
international organisations, particularly on high-end and expensive devices, such as imaging and nuclear devices (Table 1.2). 	

Table 1.2 Several national and international surveys on medical devices outside of Malaysia

Year Name of Report Country / Organisation Scope

2007 Medical Imaging in Canada3 Canada Imaging Devices

2008 Heart Rhythm Devices: UK National Survey4 UK Implantable heart devices

2009 Organisation for Economic Cooperation and Development5

2010 Medical Devices: Managing the Mismatch2 WHO Developing countries

In Malaysia, the first National Medical Device Survey (NMDS) was launched in 2007. The primary objective of NMDS is to quantify the present state 
and time trends of selected medical devices in the country. All our results were circulated among the various stakeholders, especially policymakers 
and clinicians, with the hope that these findings can serve as a guide for resources planning and allocation. Meanwhile, to keep the general public, 
i.e. the end users, updated on the state of this issue, our full report is available at CRC website (http://www.crc.gov.my) 

The Malaysian Statistics on Medical Devices report 
In 2009, we implemented the medical devices report as part of a holistic National Healthcare Statistics Initiative (NHSI). In NMDS 2009, key medical 
devices were reported according to their medical practice specialties with input from consultants and practitioners in the respective fields. All 
the medical devices reported were from private and public hospitals. Availability and distribution of the devices were reflected by the number of 
devices reported by these hospitals and converted to the density per million population to allow more meaningful inter-state comparison. Where 
appropriate, the results were also compared with the studies listed in Table 1.2.

References:
1.	 GHTF Study Group 1. Information Document Concerning the Definition of the Term “Medical Device”. Global Harmonization Task Force. 2000. 

2.	 World Health Organization. Medical Devices: Managing the Mismatch. WHO Priority Medical Devices. WHO Press; 2010.

3.	 Canadian Institute for Health Information, Medical Imaging in Canada, 2007 (Ottawa, Ont.: CIHI, 2008).

4.	 Central Cardiac Audit Database. Heart Rhythm Devices: UK National Survey. UK: Central Cardiac Audit Database 2008. 

5.	 Pearson, M. Written Statement to Senate Special Committee on Aging. OECD Sept 2009.
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NMDS STUDY METHODOLOGY

Survey operations and data collection
The Clinical Research Centre (CRC) was the data collection agency for the NMDS survey. The CRC together with input from various specialty groups 
developed the survey operation procedures, designed, printed, and distributed all field manuals and Case Report Forms (CRF) for the survey. The 
Healthcare Statistics Unit within the CRC was responsible for the daily operations of the survey, the training of field staff and trouble-shooting, 
whenever there were queries. For this round of the survey, the requested fields on devices were incorporated into section 6 of the National 
Healthcare Establishments and Workforce Survey (NHEWS) forms for the hospital and primary care.

Sample design
The first task of the NMDS field operations consisted of determining sampled hospitals into NMDS.
The sampling frame for hospitals was constructed from multiple sources including:

•	 Ministry of Health’s listing of hospitals

•	 Cawangan Kawalan Amalan Perubatan Swasta (CKAPS)’s list of private hospitals

•	 Malaysian Medical and Health Directory

Hospital induction
Hospital induction is the process of getting sampled hospitals to participate in the survey. 
It began with the distribution of letters of introduction to the hospital administrators or directors. Several relevant documents were enclosed with 
the letter as below:

•	 Information brochure on the NHEWS 

•	 Survey instruction manual 

•	 An endorsement letter from the Deputy Director General (Medical) of the MOH for public hospitals 

•	 An endorsement letter from the Director of the Bahagian Amalan Perubatan for private hospitals.

Approximately 14 days after mailing the letter of introduction, a CRC staff called the hospital administrators to determine whether they have 
received the letter and enclosed materials. If they received the documents, the staff would have then encouraged them to respond to the survey 
and answered any of their queries.

All private hospitals were invited to attend the induction meeting held in the Institute for Health Management, Kuala Lumpur on 3rd July 2009.

During this meeting, the hospital representatives were briefed on the objective of the survey, data required and various data submission options. A 
hands-on training was also conducted to familiarise the participants with the online data submission system. Hospitals that were not represented 
during the induction meeting were contacted on a later date in an effort to include their participation and provide them with the relevant documents 
by mail.

Public hospitals and university hospitals which are under the Ministry of Higher Education were, however, briefed together during another set of 
meetings conducted nationwide (Details as below)

No Date Location Targeted Hospitals
1 25th January 2010 Ipoh, Perak From Perak
2 3rd February 2010 Alor Setar, Kedah From Kedah
3 4th February 2010 Kota Bharu, Kelantan From Kelantan
4 5th February 2010 Kuantan, Pahang From Pahang
5 8th February 2010 Johor Bharu, Johor From Johor
6 10th February 2010 Georgetown, Pulau Pinang From Pulau Pinang 
7 10th February 2010 Kuching, Sarawak From Sarawak
8 12th February 2010 Kota Kinabalu, Sabah From Terengganu
9 12th February 2010 Seremban, Negeri Sembilan From Negeri Sembilan

10 1st March 2010 Kuala Terengganu From Terengganu
11 4th March 2010 WP Kuala Lumpur From WP Kuala Lumpur 



x

National Medical Device Statistics 2009                                                                                                                                                                                	

Data collection and quality control

Data collection for NMDS was authorised under the Private Healthcare Facilities and Services Act 1998. Participation, however, was voluntary. Data 

collected in the NMDS are consistent with the Data Protection Act 2010. All information collected is held in the strictest confidence according to 

law and research ethics guidelines.

Approval for the NHEWS protocol was granted by the MOH Research and Ethics Committee (MREC) in 2010. 

Two data collection procedures were used in the survey. Respondents had the option of either mode of submission.

1.	 Submission of paper CRF

2.	E lectronic submission of data via eCRF

For both data collection procedures, an ongoing quality control program was conducted on the coding and entering of data. Approximately 10% 

of the CRFs were independently reviewed and data entry discrepancies resolved by the project team. Almost 100% of missing or out-of-range 

mandatory variables and auxiliary variables were resolved. Verification of certain outliers was done with the Source Data Providers (SDP) via verbal 

and written communication.  An audit check of those who responded noted that more than 50% of the hospitals had not filled section 6 of the 

NHEWS.

Edit checks run and data cleaning

Edit checks to identify missing compulsory data, out of range values, inconsistency of data, invalid values and errors with de-duplication is 

performed periodically by the survey personnel through the data query module.  Data cleaning was performed based on the results of edit checks. 

Besides data from SDP, the survey also requested for data from the device concession companies such as Faber, Radicare and Tongkah Medivest 

to verify the authenticity of the device data received for NMDS as well as to complete incomplete details.  Due to the difference in the metadata 

of all the different databases, data standardisation was performed to standardise the format of data to ease record matching.  Data coding was 

also performed to standardise the specialties according to a standard list that will be used for the survey.  Data de-duplication was performed to 

ensure that these source data are clean before record matching was done against the NMDS survey dataset.  

Final Edit Check

A final edit check run was performed to ensure that the data was clean.  All queries were resolved before the database is locked, to ensure data 

quality and integrity. The final dataset was subsequently locked and exported to a statistician for analysis. 
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Statistical Methods

In this report, the quantity of a device is expressed as in absolute count as well as in number per million inhabitants. The latter statistics are 

calculated as follows:

Where T is an estimate of the total quantity of the device available in the country, in the year under consideration, P is the mid-year population of 

Malaysia or the relevant geographic region where the survey was conducted.

T the total is estimated from the sample of relevant health care facilities as follows:

The total is estimated by T = Σ Wi Ti

Where;

Ti is the value of the quantity of device available in the ith facility in the year

Wi is the sampling weight of the ith facility

Wi = (B/b) * (bi/ Ь)

Where B is total number of beds in the population, b is number of beds of the responding hospitals (sample), bi is number of beds in the ith facility, 

and Ь the mean number of beds in the population.

The sampling weight for each sampling unit or unit of analysis, therefore, has the following

components:

1. Probability of selection

The basic weight is obtained by multiplying the reciprocals of the probability of selection at each step of sampling design.

2. Adjustment for non-response

As the response rate was less than 100% for hospital surveys; an adjustment to the sampling weight was required. The non-response adjustment 

weight was a ratio with the number of units in the population as the numerator and the number of responding sampling units as the denominator. 

The adjustment reduces the bias in an estimate to the extent that non-responding units had the same characteristics as responding units. Where 

this was unlikely, some adjustments took into account differences in some relevant characteristics between responding and non-responding units 

that may influence medical devices, such as bed strength, staff strength, and scope of services for hospitals. 
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Abbreviations

CT Computed Tomography

ICU Intensive Care Unit

MRI Magnetic Resonance Imaging

NHEWS National Healthcare Establishment and Workforce Survey

NMDS National Medical Device Survey

OECD Organisation of European Economic Cooperation and  Development

O&G Obstetrics and Gynaecology

OT Operating Theatre

PTLB Per Thousand Live Birth

PMP Per Million Population

SDP Source Data Provider

SPECT Single Photon Emission Computed Tomography

WP Wilayah Persekutuan

WPKL Wilayah Persekutuan Kuala Lumpur
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CHAPTER  1 | OVERVIEW ON MEDICAL DEVICES IN MALAYSIAN HOSPITALS

This publication focuses on key medical devices of 12 specialties. In general, most of the devices surveyed were concentrated in more developed 
parts of the country (e.g. Wilayah Persekutuan (WP) Kuala Lumpur, Selangor, Pulau Pinang). 

Below are some interesting highlights from this publication:

•	 Radiology: Seven radiology devices were reported. Overall, these devices were lower in number and density compared with Organisation for 

European Economic Cooperation and Development (OECD) countries. An exception was in Wilayah Persekutuan Kuala Lumpur, where certain 

devices were found to be of comparable levels.

•	 Nuclear: As a highly-specialised area, the devices were found in small numbers at tertiary centres, most of which were government hospitals. 

•	 Oncology: Five oncology devices were surveyed. Similar to Nuclear Medicine devices, there were only a small number of oncology devices 

distributed in main regional centres.

•	 Anaesthesiology: A total of 12 devices were analysed, based on their settings of use (Operating Theatre and Intensive Care Unit). The 

numbers of OT devices from both public and private were almost equal. Government hospitals provided more ICU devices than their private 

counterparts.

•	 Obstetrics & Gynaecology: Seven devices were measured. All were reported in higher number in the private sector (except ultrasound and 

cardiotocograph).

•	 Neurology: Three neurology devices were reported. Both public and private sector contributed similar numbers.

•	 Cardiology: Eleven cardiology devices were analysed. The devices were mostly available in the private sector except for nuclear cardiology 

system.

•	 Nephrology: Only haemodialysis machine was analysed, with data obtained from the National Renal Registry. The overall growth rate of the 

device was 115% from 2000–2005 and only 30% for the subsequent 5 years.

•	 Dermatology: Twelve dermatology devices were analysed. Out of these, only 3 (the laser system, intense pulse light and microdermabrasion) 

were more available in private sector.

•	 Ophthalmology: Twelve devices were analysed. All of the devices except the slit lamp were more available in the private sector.

•	 Emergency and Trauma: Two devices were surveyed. Both devices seem to be more available in public  than in private hospitals.

•	 Paediatrics: Thirteen devices were measured. Overall, the devices did not reach the recommended norms set by the Ministry of Health 

Paediatric Department Operational Policy. WPKL and Kelantan were the only states that have met the recommended norms for neonatal 

ventilators.
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CHAPTER  2  | RADIOLOGY DEVICES IN MALAYSIAN HOSPITALS

Zaharah M1, Fatimah O2, Sivasampu S3

1. Hospital Selayang, 2. Hospital Putrajaya, 3. Clinical Research Centre, Ministry Of Health

Summary: Distribution of 7 medical devices in radiology departments (i.e. angiography, fluoroscopy, conventional mammography, 
digital mammography, mammography with stereotaxic capabilities, Computed Tomography scanners and Magnetic Resonance 
Imaging units) were discussed and compared with OECD (Organisation for European Economic Cooperation and Development) 
countries. Responses were gathered from 191 out of 198 hospitals with radiology departments that had the above devices. 
Limitations of the data were also identified. 

In this chapter, distribution of 7 medical devices in radiology departments was reported in number and density by state and sector. All of these 
devices were high-end, expensive, skill-intensive and knowledge intensive. Other commonly utilised radiological devices that were not included in 
the survey were general radiography, ultrasound, bone densitometer, mobile C arm equipment and orthopantomography. 

As shown by Table 2.1, a total of 191 out of 198 hospitals with radiological services responded to our survey. Response rates were high with 100% 
and 92.5% response from 104 public institutions (Ministry of Health and University Hospitals) and 94 private institutions respectively.

Table 2.1 Distribution of Respondents and Non-respondents by Sector

Status Public Private Total

Respondents 104 87.00 191

Respondents, (%) 100 92.55 96.46

Non-Respondents 0 7.00 7

Non-Respondents, (%) 0 7.45 3.54

Total 104 94.00 198

The angiographic units reported in this chapter were used by the radiologists for diagnostic and interventional procedures for the whole body 

excluding the heart. In the public sector, angiography diagnostic and interventional services are provided in the regional centres in the north, 

central, eastern and southern regions in Peninsular Malaysia and in Kuching. Its density was 1.97 per million population (pmp), lower than the 

average of 5.4 pmp in Canada.1 On the other hand, availability of fluoroscopy machines was higher at a density of 3.84 pmp, with most of the 

devices concentrated in Klang Valley (Selangor & WP Putrajaya and WP Kuala Lumpur)  (Table 2.3).

Mammography services were available in all MOH hospitals with resident radiologists. Until 2009, the majority of the mammography 

equipments in Malaysia were conventional analog systems (Table 2.4). However, keeping with global trends, MOH purchased 29 new full-field 

digital mammograms in 2009 making a total of 33 digital mammograms in MOH facilities. Overall density of mammography equipment was 6.24 

pmp and this is much lower than the average in OECD countries (20.4 pmp) in 2004.1

In the public sector, Computed Tomography (CT) scan machines were available in all the major MOH specialist hospitals. The overall density 

of CT scanners was 4.52 pmp (Table 2.5) compared to an average of 22.8 pmp among OECD countries (2009).2

Magnetic Resonance Imaging (MRI) services are available in all state MOH hospitals as well as some of the major specialist hospitals. Overall 

density of MRI units throughout the country was 2.9pmp (Table 2.5); once again much lower than the average of 11.0 pmp in OECD countries 

(2009).2

It should be noted that this report does not flesh out the specific capabilities of these machines. However, there is continuous effort to equip public 

hospitals with the appropriate equipment commensurate with the level and types of service in that hospital. Interestingly, density of some devices 

in WP Kuala Lumpur (WPKL) region was comparable with that in OECD countries, as illustrated by Table 2.2.
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Table 2.2 Comparison between Density of Devices in Wilayah Persekutuan Kuala Lumpur and Organisation for European  
                   Economic Cooperation average 

Devices Density in WPKL, pmp OECD Average1,2, pmp

2009 20041 20092

Angiographic unit 9.4 5.4* -

Mammogram 15.9 20.4 -

CT scan machine 12.9 20.4 22.8

MRI unit 8.8 8.6 11.0

*refers to average angiography suites in Canada

Limitations

1.	 The data is not representative of all medical devices available in the country. This is because data was collected only from hospitals with 
radiology services while data from stand alone private diagnostic imaging centres were not included.

2.	 Some of the devices were not exclusively used by the radiology department but were instead shared with other departments. For 
instance, fluoroscopy machines located in the ambulatory care centre in some hospitals were also being used by other departments 
(e.g. medical, surgical, urology) and could be reported in other chapters.

3.	 The total number of machines for the above specified modalities does not represent the actual number of machines that were functioning, 
for example fluoroscopy machines in Taiping, Teluk Intan and Seberang Jaya although available were not functioning and were in line 
for replacements. It must be pointed out that despite temporary unavailability of services, patients from these hospitals were sent to 
the nearest MOH hospitals to undergo radiologic examination or services were purchased from the nearest private hospitals to ensure 
continuity and availability of care.

4.	 In comparisons with OECD data, our results, overall, reflect low availability of these high end imaging devices in Malaysia1, 2. However as 
a word of caution, there was no data indicating their degree of use.
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Table 2.3 Number and Density of Angiographic Units and Fluoroscopy Devices in Malaysian Hospitals by State and Sector, 2009

State Sector
Angiographic unit Fluoroscopy
No pmp No pmp

Malaysia Public 13 52
Malaysia Private 42 55
Malaysia Total 55 1.97 107 3.84
Perlis Public 0 1
Perlis Private 0 0
Perlis Total 0 0 1 4.22
Kedah Public 2 3
Kedah Private 3 4
Kedah Total 5 2.57 7 3.6
Perlis & Kedah Public 2 4
Perlis & Kedah Private 3 4
Perlis & Kedah Total 5 2.29 8 3.67
Pulau Pinang Public 0 1
Pulau Pinang Private 8 8
Pulau Pinang Total 8 5.06 9 5.7
Perak Public 0 3
Perak Private 2 4
Perak Total 2 0.82 7 2.88
Selangor & WP Putrajaya Public 3 15
Selangor & WP Putrajaya Private 6 11
Selangor & WP Putrajaya Total 9 1.79 26 5.17
WP KL Public 4 7
WP KL Private 12 12
WP KL Total 16 9.39 19 11.16
Selangor & WP Putrajaya & WP KL Public 7 22
Selangor & WP Putrajaya & WP KL Private 18 23
Selangor & WP Putrajaya & WP KL Total 25 3.71 45 6.68
Negeri Sembilan Public 0 1
Negeri Sembilan Private 2 3
Negeri Sembilan Total 2 2 4 4
Melaka Public 0 1
Melaka Private 4 3
Melaka Total 4 5.25 4 5.25
Johor Public 2 6
Johor Private 1 5
Johor Total 3 0.92 11 3.36
Pahang Public 0 3
Pahang Private 0 1
Pahang Total 0 0 4 2.64
Terengganu Public 0 0
Terengganu Private 0 0
Terengganu Total 0 0 0 0
Kelantan Public 1 2
Kelantan Private 1 1
Kelantan Total 2 1.22 3 1.83
Sabah & WP Labuan Public 0 5
Sabah & WP Labuan Private 0 0
Sabah & WP Labuan Total 0 0 5 1.53
Sarawak Public 1 4
Sarawak Private 3 3
Sarawak Total 4 1.62 7 2.83
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Table 2.4 Number and Density of Different Types of Mammography Devices in  Malaysian Hospitals by State and Sector, 2009

State Sector
Conventional 
mammography

Digital 
mammography

STEREOTACTIC 
MAMMOGRAPHY 

No pmp No pmp No pmp
Malaysia Public 18 33 39
Malaysia Private 54 11 19
Malaysia Total 72 2.58 44 1.58 58 2.08
Perlis Public 1 0 1
Perlis Private 0 0 0
Perlis Total 1 4.22 0 0 1 4.22
Kedah Public 2 2 3
Kedah Private 3 0 0
Kedah Total 5 2.57 2 1.03 3 1.54
Perlis & Kedah Public 3 2 4
Perlis & Kedah Private 3 0 0
Perlis & Kedah Total 6 2.75 2 0.92 4 1.84
Pulau Pinang Public 0 2 2
Pulau Pinang Private 7 1 4
Pulau Pinang Total 7 4.43 3 1.9 6 3.8
Perak Public 1 3 3
Perak Private 5 0 0
Perak Total 6 2.47 3 1.24 3 1.24
Selangor & WP Putrajaya Public 4 7 11
Selangor & WP Putrajaya Private 10 6 5
Selangor & WP Putrajaya Total 14 2.78 13 2.58 16 3.18
WP KL Public 1 4 4
WP KL Private 9 3 6
WP KL Total 10 5.87 7 4.11 10 5.87
Selangor & WP Putrajaya & WP KL Public 5 11 15
Selangor & WP Putrajaya & WP KL Private 19 9 11
Selangor & WP Putrajaya & WP KL Total 24 3.56 20 2.97 26 3.86
Negeri Sembilan Public 0 2 2
Negeri Sembilan Private 3 0 1
Negeri Sembilan Total 3 3 2 2 3 3
Melaka Public 0 1 1
Melaka Private 3 0 0
Melaka Total 3 3.94 1 1.31 1 1.31
Johor Public 2 4 5
Johor Private 6 0 2
Johor Total 8 2.45 4 1.22 7 2.14
Pahang Public 2 2 2
Pahang Private 1 0 0
Pahang Total 3 1.98 2 1.32 2 1.32
Terengganu Public 1 2 2
Terengganu Private 1 0 0
Terengganu Total 2 1.93 2 1.93 2 1.93
Kelantan Public 1 2 1
Kelantan Private 1 0 0
Kelantan Total 2 1.22 2 1.22 1 0.61
Sabah & WP Labuan Public 1 1 1
Sabah & WP Labuan Private 0 1 1
Sabah & WP Labuan Total 1 0.31 2 0.61 2 0.61
Sarawak Public 2 1 1
Sarawak Private 5 0 0
Sarawak Total 7 2.83 1 0.4 1 0.4
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Table 2.5 Number and Density of Computed Tomography Scans &Magnetic Resonance Imaging Units in  Malaysian Hospitals by State & Sector, 2009

State Sector
CT scan MRI unit

No pmp No pmp
Malaysia Public 54 28
Malaysia Private 72 53
Malaysia Total 126 4.52 81 2.9
Perlis Public 1 1
Perlis Private 0 0
Perlis Total 1 4.22 1 4.22
Kedah Public 3 1
Kedah Private 4 3
Kedah Total 7 3.6 4 2.06
Perlis & Kedah Public 4 2
Perlis & Kedah Private 4 3
Perlis & Kedah Total 8 3.67 5 2.29
Pulau Pinang Public 2 1
Pulau Pinang Private 11 8
Pulau Pinang Total 13 8.23 9 5.7
Perak Public 3 1
Perak Private 5 4
Perak Total 8 3.3 5 2.06
Selangor & WP Putrajaya Public 9 5
Selangor & WP Putrajaya Private 12 11
Selangor & WP Putrajaya Total 21 4.17 16 3.18
WP KL Public 9 6
WP KL Private 13 9
WP KL Total 22 12.92 15 8.81
Selangor & WP Putrajaya & WP KL Public 18 11
Selangor & WP Putrajaya & WP KL Private 25 20
Selangor & WP Putrajaya & WP KL Total 43 6.38 31 4.6
Negeri Sembilan Public 2 1
Negeri Sembilan Private 5 3
Negeri Sembilan Total 7 7 4 4
Melaka Public 2 1
Melaka Private 4 3
Melaka Total 6 7.88 4 5.25
Johor Public 5 3
Johor Private 8 5
Johor Total 13 3.98 8 2.45
Pahang Public 2 2
Pahang Private 1 1
Pahang Total 3 1.98 3 1.98
Terengganu Public 2 1
Terengganu Private 1 0
Terengganu Total 3 1.98 1 0.97
Kelantan Public 4 2
Kelantan Private 1 1
Kelantan Total 5 3.05 3 1.83
Sabah Public 5 1
Sabah Private 1 1
Sabah Total 6 1.88 2 0.63
WP Labuan Public 0 0
WP Labuan Private 0 0
WP Labuan Total 0 0 0 0
Sabah & WP Labuan Public 5 1
Sabah & WP Labuan Private 1 1
Sabah & WP Labuan Total 6 1.83 2 0.61
Sarawak Public 5 2
Sarawak Private 6 4
Sarawak Total 11 4.45 6 2.43
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CHAPTER 3| NUCLEAR MEDICINE DEVICES IN MALAYSIAN HOSPITALS

Mohamed Ali AK1, Lee BN2, Lim KK3

1.Hospital Pulau Pinang, 2. Hospital Kuala Lumpur, 3. Clinical Research Centre, Ministry Of Health

Summary: Distribution of 4 key nuclear medicine devices was discussed. Most of these devices were only available in 
more populated states such as Pulau Pinang, Wilayah Persekutuan Kuala Lumpur, Selangor and Wilayah Persekutuan 
Putrajaya. Some devices were compared with similar devices in Canada. Limitations of the data were also described.

The NMDS 2009 identified the distribution and densities by state of 4 main nuclear medicine devices (namely gamma camera system,  

SPECT-CT gamma camera system, PET-CT system and cyclotron system) throughout Malaysia.

The function of a gamma camera (including single-photon emission computed tomography or SPECT) is to register gamma-ray emissions from an 

isotope introduced into the patient’s body (injected, inhaled or ingested) as the camera rotates around the patient in a nuclear medicine procedure, 

producing a cross sectional image.1 There were a total of 19 gamma camera systems in Malaysia in 2009 (not including SPECT-CT), and these 

were mostly in the public sector (15 in public and 4 in private). However, the systems were only available in several states in the West Coast of 

Peninsula Malaysia (i.e. Pulau Pinang, Selangor & WP Putrajaya, WPKL, and Johor), Kelantan in the East Coast of the Peninsula and Sarawak in 

East Malaysia. In Canada, 230 gamma cameras were available in its hospitals with a density of 19.0 pmp.1 On the other hand, only one SPECT-CT 

gamma camera system was reported in the country (Table 3.1) compared with 35 in Canadian hospitals.1 

Meanwhile, 6 PET-CT systems were available in the country in 2009 (0.22 pmp); out of which 3 were found in the state of Pulau Pinang, 1 in 

Selangor & Wilayah Persekutuan Putrajaya and 2 in Wilayah Persekutuan Kuala Lumpur. Four of the 6 systems were in private hospitals (Table 

3.1). This was much lower than in Canada where 16 PET-CT scanners were reported in a similar survey.1 In 2004, the French Ministry of Health 

authorised the standard of 1 PET/PET-CT scanner per 800000 population (or 1.25 pmp) in the country.1 However, the number of PET scanners 

alone was not available for comparison in this aspect.

Table 3.2 illustrates the distribution of different sub-types of gamma camera systems in the country. Generally, there were 3 single-headed, 

13 dual-headed and 1 triple-headed gamma camera systems; each made up 21.2%, 63.2% and 15.8% of the total systems available. This 

distribution mimics that in Canadian hospitals, where dual-head systems comprised the highest proportion (59%) while triple-head systems was 

the least available (3%).1 

Two cyclotrons were available in the country in 2009, which was in WP KL and WP putrajaya (Table 3.3).

Limitations

1.	O ur data is not representative of all the nuclear medicine devices available in the country as they were collected only from hospitals and 
not free-standing private diagnostic centres.

2.	O verall comparison with data from European countries reflects low availability of our nuclear medicine devices. However, as no data on 
their utilisation was collected, it was not possible to judge the degree of their deficiencies.
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Table 3.1 Number and Density of Gamma Camera Systems, Single Photon Emission Computed Tomography Gamma Camera Systems  
	  and Positron Emission Tomography Systems in  Malaysian Hospitals by State and Sector, 2009

State Sector
Gamma camera system SPECT-CT Gamma camera system PET-CT system

No pmp No pmp No pmp
Malaysia Public 13 0 3
Malaysia Private 4 1 4
Malaysia Total 17 0.61 1 0.04 7 0.25
Perlis Public 0 0 0
Perlis Private 0 0 0
Perlis Total 0 0 0 0 0 0
Kedah Public 0 0 0
Kedah Private 0 0 0
Kedah Total 0 0 0 0 0 0
Perlis & Kedah Public 0 0 0
Perlis & Kedah Private 0 0 0
Perlis & Kedah Total 0 0 0 0 0 0
Pulau Pinang Public 3 0 1
Pulau Pinang Private 0 0 2
Pulau Pinang Total 3 1.9 0 0 3 1.9
Perak Public 0 0 0
Perak Private 0 0 0
Perak Total 0 0 0 0 0 0
Selangor & WP Putrajaya Public 0 0 1
Selangor & WP Putrajaya Private 2 1 1
Selangor & WP Putrajaya Total 2 0.4 1 0.2 2 0.4
WP KL Public 6 0 1
WP KL Private 2 0 1
WP KL Total 8 4.7 0 0 2 1.17
Selangor & WP Putrajaya & WP KL Public 6 0 2
Selangor & WP Putrajaya & WP KL Private 4 1 2
Selangor & WP Putrajaya & WP KL Total 10 1.48 1 0.15 4 0.59
Negeri Sembilan Public 0 0 0
Negeri Sembilan Private 0 0 0
Negeri Sembilan Total 0 0 0 0 0 0
Melaka Public 0 0 0
Melaka Private 0 0 0
Melaka Total 0 0 0 0 0 0
Johor Public 1 0 0
Johor Private 0 0 0
Johor Total 1 0.31 0 0 0 0
Pahang Public 0 0 0
Pahang Private 0 0 0
Pahang Total 0 0 0 0 0 0
Terengganu Public 0 0 0
Terengganu Private 0 0 0
Terengganu Total 0 0 0 0 0 0
Kelantan Public 1 0 0
Kelantan Private 0 0 0
Kelantan Total 1 0.61 0 0 0 0
Sabah & WP Labuan Public 0 0 0
Sabah & WP Labuan Private 0 0 0
Sabah & WP Labuan Total 0 0 0 0 0 0
Sarawak Public 2 0 0
Sarawak Private 0 0 0
Sarawak Total 2 0.81 0 0 0 0
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Table 3.2 Number & Density of Single-headed, Dual-headed & Triple-headed Gamma Camera Systems in  Malaysian Hospitals  by State & Sector, 2009

State Sector
Gamma Camera System

Single head Dual head Triple head
No pmp No pmp No pmp

Malaysia Public 2 10 1
Malaysia Private 1 3 0
Malaysia Total 3 0.11 13 0.47 1 0.04
Perlis Public 0 0 0
Perlis Private 0 0 0
Perlis Total 0 0 0 0 0 0
Kedah Public 0 0 0
Kedah Private 0 0 0
Kedah Total 0 0 0 0 0 0
Perlis & Kedah Public 0 0 0
Perlis & Kedah Private 0 0 0
Perlis & Kedah Total 0 0 0 0 0 0
Pulau Pinang Public 1 2 0
Pulau Pinang Private 0 0 0
Pulau Pinang Total 1 0.63 2 1.27 0 0
Perak Public 0 0 0
Perak Private 0 0 0
Perak Total 0 0 0 0 0 0
Selangor & WP Putrajaya Public 0 0 0
Selangor & WP Putrajaya Private 1 1 0
Selangor & WP Putrajaya Total 1 0.2 1 0.2 0 0
WP KL Public 1 4 1
WP KL Private 0 2 0
WP KL Total 1 0.59 6 3.52 1 0.59
Selangor & WP Putrajaya & WP KL Public 1 4 1
Selangor & WP Putrajaya & WP KL Private 1 3 0
Selangor & WP Putrajaya & WP KL Total 2 0.3 7 1.04 1 0.15
Negeri Sembilan Public 0 0 0
Negeri Sembilan Private 0 0 0
Negeri Sembilan Total 0 0 0 0 0 0
Melaka Public 0 0 0
Melaka Private 0 0 0
Melaka Total 0 0 0 0 0 0
Johor Public 0 1 0
Johor Private 0 0 0
Johor Total 0 0 1 0.31 0 0
Pahang Public 0 0 0
Pahang Private 0 0 0
Pahang Total 0 0 0 0 0 0
Terengganu Public 0 0 0
Terengganu Private 0 0 0
Terengganu Total 0 0 0 0 0 0
Kelantan Public 0 1 0
Kelantan Private 0 0 0
Kelantan Total 0 0 1 0.61 0 0
Sabah & WP Labuan Public 0 0 0
Sabah & WP Labuan Private 0 0 0
Sabah & WP Labuan Total 0 0 0 0 0 0
Sarawak Public 0 2 0
Sarawak Private 0 0 0
Sarawak Total 0 0 2 0.81 0 0
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Table 3.3: Number and Density of Cyclotrons by State and Sector among Hospitals in Malaysia, 2009

State Sector
Cyclotron system
No pmp

Malaysia Public 2
Malaysia Private 0
Malaysia Total 2 0.07
Perlis Public 0
Perlis Private 0
Perlis Total 0 0
Kedah Public 0
Kedah Private 0
Kedah Total 0 0
Perlis & Kedah Public 0
Perlis & Kedah Private 0
Perlis & Kedah Total 0 0
Pulau Pinang Public 0
Pulau Pinang Private 0
Pulau Pinang Total 0 0
Perak Public 0
Perak Private 0
Perak Total 0 0
Selangor & WP Putrajaya Public 1
Selangor & WP Putrajaya Private 0
Selangor & WP Putrajaya Total 1 0.2
WP KL Public 1
WP KL Private 0
WP KL Total 1 0.59
Selangor & WP Putrajaya & WP KL Public 2
Selangor & WP Putrajaya & WP KL Private 0
Selangor & WP Putrajaya & WP KL Total 2 0.3
Negeri Sembilan Public 0
Negeri Sembilan Private 0
Negeri Sembilan Total 0 0
Melaka Public 0
Melaka Private 0
Melaka Total 0 0
Johor Public 0
Johor Private 0
Johor Total 0 0
Pahang Public 0
Pahang Private 0
Pahang Total 0 0
Terengganu Public 0
Terengganu Private 0
Terengganu Total 0 0
Kelantan Public 0
Kelantan Private 0
Kelantan Total 0 0
Sabah & WP Labuan Public 0
Sabah & WP Labuan Private 0
Sabah & WP Labuan Total 0 0
Sarawak Public 0
Sarawak Private 0
Sarawak Total 0 0

Reference
1.	 Canadian Institute for Health Information, Medical Imaging in Canada, 2007 (Ottawa, Ont.: CIHI, 2008).
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CHAPTER 4 | ONCOLOGY DEVICES IN MALAYSIAN HOSPITALS 

Lim GCC1, Musa A1, Ho LLM2

1.Hospital Kuala Lumpur,  2. Clinical Research Centre, Ministry Of Health

Summary: A total of 5 devices utilised by oncology departments in Malaysia were described and analysed. More 
devices were concentrated in the Klang Valley and Penang. This is due to the regionalisation of government 
radiotherapy facilities in the northern, southern, eastern regions. In future, the devices have to be more up to 
date, accessible, and affordable to better serve the country’s population.

The age-standardised rate of cancer incidence for Peninsular Malaysia in 2006 was 128.6 per 100000 in males and 135.7 per 100000 in 

females with malignant neoplasm denoted as one of the five principal causes of national mortality.  Cancer was the third most common principal 

cause of death in Ministry of Health Hospitals in Malaysia in 2006, and it contributed to 10.59 % of all deaths in these hospitals.1,2 

The distribution of the machines was skewed towards the more developed parts of the country such as Kuala Lumpur, Penang and Selangor. In 

the northern states which include Perlis, Kedah, Penang and Perak, most devices were concentrated in Penang (5 linear accelerators and 1 

brachytherapy system). Similar trends were seen in the Southern states (Johor and Melaka) and East Coast states (Terengganu, Pahang and 

Kelantan) with devices concentrated in Johor and Kelantan respectively. This is due to the regionalisation of government radiotherapy facilities in 

Penang for the northern region, Johor for the southern region and Kelantan for the eastern regions in the Peninsular, in Sarawak and in Sabah. This 

was designed as such to improve the accessibility of patients in these regions. In the central region (Kuala Lumpur, Selangor and Negeri Sembilan), 

Kuala Lumpur had the most number of devices with one third of linear accelerators and brachytherapy systems in Malaysia. This is because Kuala 

Lumpur is the most densely populated area in Malaysia as well as the area with the most number of private hospitals..3 

 

There is still room for much improvement in the machine to population ratio in Malaysia. For example, the ratio for linear accelerators in 2007 

was 1.05 pmp which increased to 1.25 pmp in 2009.4 However, according to international standards, this was still far from adequate. In 2001, 

the National Strategic Plan for Radiation oncology (Australia) recommended a linear accelerator to population ratio of 6.47 pmp5. Hence, not only 

does the number of these devices need to be increased but also equitable distribution of these devices to regions such as the East Coast and East 

Malaysia needs to be addressed.

In conclusion, with the rapid development of technology and increasing numbers of patients, the frontiers of radiotherapy are continually expanding. 

The capacity of these machines in carrying out sophisticated treatment will have to be continually reviewed while conventional treatment of the 

most common diseases must be adequate in terms of accessibility and affordability to the population.

Table 4.1 Distribution of Respondents by Sectors in Malaysia, 2009

Status
Sector

Total
Public Private

Response 8 17 25

Response (%) 100 100 100
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Table 4.2 Number and Density of Different Linear Accelerator Systems & Different Brachytherapy Systems in  Malaysian Hospitals by 	
	 State & Sector, 2009

State Sector
Linear 

Accelerator

Linear accelerator              Brachytherapy 

Stereotactic 
radiosurgery system

 Intensity modulated 
radiation therapy 

system

Low Dose Rate 
System

High Dose Rate 
System

No pmp No pmp No pmp No pmp No pmp

Malaysia Public 14 2 1 1 6
Malaysia Private 21 3 6 4 4
Malaysia Total 35 1.25 5 0.18 7 0.25 5 0.18 10 0.36
Perlis Public 0 0 0 0 0
Perlis Private 0 0 0 0 0
Perlis Total 0 0 0 0 0 0 0 0 0 0
Kedah Public 0 0 0 0 0
Kedah Private 0 0 0 0 0
Kedah Total 0 0 0 0 0 0 0 0 0 0
Perlis & Kedah Public 0 0 0 0 0
Perlis & Kedah Private 0 0 0 0 0
Perlis & Kedah Total 0 0 0 0 0 0 0 0 0 0
Pulau Pinang Public 0 0 0 0 0
Pulau Pinang Private 5 0 0 0 1
Pulau Pinang Total 5 3.16 0 0 0 0 0 0 1 0.63
Perak Public 0 0 0 0 0
Perak Private 1 0 0 0 0
Perak Total 1 0.41 0 0 0 0 0 0 0 0
Selangor & WP Putrajaya Public 0 0 0 0 0
Selangor & WP Putrajaya Private 4 1 1 1 2
Selangor & WP Putrajaya Total 4 0.79 1 0.2 1 0.2 1 0.2 2 0.4
WP KL Public 6 2 0 1 3
WP KL Private 6 1 3 0 1
WP KL Total 12 7.05 3 1.76 3 1.76 1 0.59 4 2.35
Selangor & WP Putrajaya & WP KL Public 6 2 0 1 3
Selangor & WP Putrajaya & WP KL Private 10 2 4 1 3
Selangor & WP Putrajaya & WP KL Total 16 2.38 4 0.59 4 0.59 2 0.3 6 0.89
Negeri Sembilan Public 0 0 0 0 0
Negeri Sembilan Private 2 1 1 1 0
Negeri Sembilan Total 2 2 1 1 1 1 1 1 0 0
Melaka Public 0 0 0 0 0
Melaka Private 2 0 0 2 0
Melaka Total 2 2.63 0 0 0 0 2 2.63 0 0
Johor Public 2 0 0 0 1
Johor Private 1 0 1 0 0
Johor Total 3 0.92 0 0 1 0.31 0 0 1 0.31
Pahang Public 0 0 0 0 0
Pahang Private 0 0 0 0 0
Pahang Total 0 0 0 0 0 0 0 0 0 0
Terengganu Public 0 0 0 0 0
Terengganu Private 0 0 0 0 0
Terengganu Total 0 0 0 0 0 0 0 0 0 0
Kelantan Public 2 0 0 0 1
Kelantan Private 0 0 0 0 0
Kelantan Total 2 1.22 0 0 0 0 0 0 1 0.61
Sabah & WP Labuan Public 1 0 0 0 0
Sabah & WP Labuan Private 0 0 0 0 0
Sabah & WP Labuan Total 1 0.31 0 0 0 0 0 0 0 0
Sarawak Public 3 0 1 0 1
Sarawak Private 0 0 0 0 0
Sarawak Total 3 1.21 0 0 1 0.4 0 0 1 0.4
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CHAPTER 5 | ANAESTHESIOLOGY & INTENSIVE CARE MEDICAL DEVICES IN MALAYSIAN HOSPITALS

Norsila AR1.  Abu Bakar A2,   Cardosa MS2

1.  Hospital Serdang, 2. Hospital Selayang 

Summary: A total of 12 devices used by the anaesthesiology and intensive care department were analysed in this chapter. 
In terms of distribution, the anaesthesia workstation was concentrated in the urban areas. The number of intensive care 
unit ventilators in public hospitals was more than in private hospitals. The concentration of devices in the urban centres 
was due to the presence of subspeciality anaesthesiology services in urban tertiary hospitals. In the future, there is a need 
for surveys to link devices to frequency of their usage in hospitals.

Anaesthesia and intensive care are  essential components of the services provided by the Ministry of Health to support other clinical disciplines 

and to provide adequate and appropriate care for patients undergoing surgery as well as for critically ill patients. Advances in surgery and surgical 

techniques, higher prevalence of chronic illnesses and greater public expectations add up to an increasing demand for comprehensive and 

efficient anaesthesiology and intensive care services in all major hospitals, either in the private or public sectors. 

Scope of service

1.	 The Department of Anaesthesiology and Intensive Care provides peri-operative anaesthetic care and pain management for patients 

undergoing surgery or diagnostic procedures.

2.	 The Department also provides care for critically ill surgical or medical patients who require intensive monitoring, ventilation and other 

interventions, including advanced life support.

The availability of medical devices should reflect the components of anaesthesia and intensive care services provided, which vary depending on 

the category of the hospital. While all hospitals surveyed would provide perioperative anaesthesia services, intensive care services and acute pain 

management services, not all would provide subspecialty anaesthesia services (e.g. paediatric anaesthesia, cardiac anaesthesia). This survey only 

included devices relevant for anaesthesia and intensive care services and did not include pain management devices.

Data was collected from 244 hospitals in total, of which 128 (52.5%) were public and 116 (48.5%) private; representing a response rate of 99.2% 

for public hospitals and 82.3% for private hospitals.  

The data in Table 5.1 shows that both government and private hospitals are moving towards Integrated Anaesthesiology workstations, thereby 

upgrading the anaesthesiology service in the Operation Theatre.

The number of anaesthesiology workstations in public and private hospitals was almost equal. However, the distribution was concentrated in 

states where there were more subspecialty anaesthesia services (such as in Klang Valley). This is probably in line with advancements in surgery 

and rapid development of surgical subspecialties which require the support of a comprehensive and efficient subspecialty anaesthesiology service 

with modern equipment.

The increasing numbers of private hospitals in the Klang Valley may also contribute to maldistribution of the anaesthesiology workstations. In 

terms of number of workstations per million population (pmp), Wilayah Persekutuan KL and Penang were above the national average (3 times the 

national average in Wilayah Persekutuan and almost twice the national average in Penang), while the numbers in Terengganu and Sarawak were 

only about one third of the national average.   
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Blood Refrigerators and Warming Mattresses are considered as standard devices in the operation theatre. The data again showed that the 

numbers were more in states where there were heavier workloads and subspeciality anaesthesia services. 

Table 5.2 shows the medical devices in intensive care units (ICUs). Physiologic monitors for ICU and High End Ventilators were available in both 

the public and private hospitals. It is interesting to note that while the number of physiologic monitors in private hospitals was almost equal to 

that in public hospitals, the number of ICU ventilators was much less (1.6 ventilators per private hospital compared with 4.5 ventilators per public 

hospital). This probably reflects the level of intensive care service provided in private hospitals to be different from that in public hospitals. There 

is again a maldistribution of these devices in terms of number of devices per million population – the data shows that there was a much higher 

concentration in developed areas like the Klang Valley and Penang, while Sabah and Kelantan were lagging behind. 

The distribution of the Intracranial Pressure Monitors and High Frequency ventilators were also concentrated in some states, most likely where 

there were subspecialty services like neurosurgery, neuroanaesthesia and paediatric intensive care.

All the medical devices in Table 5.3 are considered as standard recommended devices for providing services in operation theatres and intensive 

care units. The data shows that all hospitals, whether public or private, fulfill the standard requirement. Overhead warming devices were more 

readily available in the private hospitals while transport ventilators were more available in public hospitals; again reflecting the different nature of 

services provided by the different sectors.

Limitations

1.	 Accuracy of the data may be compromised by the respondent’s understanding of terminologies, e.g. “Anaesthesia workstation” vs 

“Anaesthesia machine”. 

2.	 The data does not reflect adequacy of available devices as the number of medical devices required in each hospital needs to be 

correlated with the actual services provided, e.g. the number of anaesthesiology workstations should be correlated with the number of 

operating theaters. In future, it may be more meaningful if statistics can be obtained to reflect the significant use of devices, for example 

to relate surgical procedures to the availability of selected anaesthetic medical devices. 
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Table 5.1 Number and Density of Anaesthesiology Workstations, Blood Refrigerators and Warming Mattresses in Operation Theatres  
	  in Malaysian Hospitals by State and Sector, 2009

State Sector
Anaesthesiology 

workstation
Warming 
mattress

Blood 
refrigerator 

No pmp No pmp No pmp
Malaysia Public 307 137 48
Malaysia Private 319 165 49
Malaysia Total 626 22.44 302 10.83 97 3.48
Perlis & Kedah Public 30 20 4
Perlis & Kedah Private 15 1 0
Perlis & Kedah Total 45 20.65 21 10.81 4 1.84
Pulau Pinang Public 14 12 2
Pulau Pinang Private 48 21 2
Pulau Pinang Total 62 39.24 33 20.89 4 2.53
Perak Public 9 12 3
Perak Private 27 6 1
Perak Total 36 14.83 18 7.41 4 1.65
Selangor & WP Putrajaya Public 59 20 9
Selangor & WP Putrajaya Private 73 91 20
Selangor & WP Putrajaya Total 132 26.22 111 22.05 29 5.76
WP KL Public 43 5 2
WP KL Private 58 20 13
WP KL Total 101 59.3 25 14.68 15 8.81
Selangor & WP Putrajaya & WP KL Public 102 25 11
Selangor & WP Putrajaya & WP KL Private 131 111 33
Selangor & WP Putrajaya & WP KL Total 233 34.59 136 20.19 44 6.53
Negeri Sembilan Public 19 0 2
Negeri Sembilan Private 13 5 4
Negeri Sembilan Total 32 31.99 5 5 6 6
Melaka Public 0 2 1
Melaka Private 20 5 1
Melaka Total 20 26.26 7 9.19 2 2.63
Johor Public 34 17 6
Johor Private 30 8 4
Johor Total 64 19.58 25 7.65 10 3.06
Pahang Public 16 3 2
Pahang Private 4 1 0
Pahang Total 20 13.19 4 2.64 2 1.32
Terengganu Public 7 20 4
Terengganu Private 2 0 0
Terengganu Total 9 8.69 20 19.31 4 3.86
Kelantan Public 19 12 2
Kelantan Private 6 4 0
Kelantan Total 25 15.25 16 9.76 2 1.22
Sabah Public 23 3 5
Sabah Private 5 0 2
Sabah Total 28 8.79 3 0.94 7 2.2
WP Labuan Public 0 0 0
WP Labuan Private 0 0 0
WP Labuan Total 0 0 0 0 0 0
Sabah & WP Labuan Public 23 3 5
Sabah & WP Labuan Private 5 0 2
Sabah & WP Labuan Total 28 8.54 3 0.92 7 2.14
Sarawak Public 34 11 6
Sarawak Private 18 3 2
Sarawak Total 52 21.05 14 5.67 8 3.24
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Table 5.2 Number and Density of Physiologic Monitors, Intracranial Pressure Monitors, High-End Ventilators and High Frequency  
	  Ventilators in Intensive Care Units in  Malaysian Hospitals by State and Sector, 2009

State Sector

Physiologic 
monitor for ICU 

use

Intracranial 
Pressure 
Monitor

High End (ICU) 
Ventilators

High Frequency 
Ventilators

No pmp No pmp No pmp No pmp
Malaysia Public 413 19 571 18
Malaysia Private 325 42 187 13
Malaysia Total 738 26.46 61 2.19 758 27.17 31 1.11
Perlis Public 6 0 8 6
Perlis Private 0 0 0 0
Perlis Total 6 25.32 0 0 8 33.76 6 25.32
Kedah Public 38 0 60 5
Kedah Private 16 14 5 0
Kedah Total 54 27.8 14 7.21 65 33.46 5 2.57
Perlis & Kedah Public 44 0 68 11
Perlis & Kedah Private 16 14 5 0
Perlis & Kedah Total 60 27.53 14 6.42 73 33.49 11 5.05
Pulau Pinang Public 34 0 37 1
Pulau Pinang Private 65 10 26 2
Pulau Pinang Total 99 62.66 10 6.33 63 39.87 3 1.9
Perak Public 32 0 85 1
Perak Private 17 1 25 0
Perak Total 49 20.18 1 0.41 110 45.31 1 0.41
Selangor & WP Putrajaya Public 81 19 94 1
Selangor & WP Putrajaya Private 95 2 42 2
Selangor & WP Putrajaya Total 176 34.97 21 4.17 136 27.02 3 0.6
WP KL Public 49 0 125 2
WP KL Private 52 7 36 8
WP KL Total 101 59.3 7 4.11 161 94.53 10 5.87
Selangor & WP Putrajaya & WP KL Public 130 19 219 10
Selangor & WP Putrajaya & WP KL Private 147 9 78 3
Selangor & WP Putrajaya & WP KL Total 277 41.12 28 4.16 297 44.09 13 1.93
Negeri Sembilan Public 9 0 25 1
Negeri Sembilan Private 19 0 10 1
Negeri Sembilan Total 28 27.99 0 0 35 34.99 2 2
Melaka Public 1 0 0 0
Melaka Private 29 7 21 0
Melaka Total 30 39.39 7 9.19 21 27.57 0 0
Johor Public 54 0 21 0
Johor Private 20 1 7 0
Johor Total 74 22.64 1 0.31 28 8.57 0 0
Pahang Public 18 0 14 0
Pahang Private 4 0 3 0
Pahang Total 22 14.51 0 0 17 11.21 0 0
Terengganu Public 16 0 19 0
Terengganu Private 0 0 0 0
Terengganu Total 16 15.45 0 0 19 18.34 0 0
Kelantan Public 2 0 16 1
Kelantan Private 6 0 5 0
Kelantan Total 8 4.88 0 0 21 12.81 1 0.61
Sabah Public 37 0 15 0
Sabah Private 0 0 1 0
Sabah Total 37 11.62 0 0 16 5.03 0 0
WP Labuan Public 0 0 0 0
WP Labuan Private 0 0 0
WP Labuan Total 0 0 0 0 0 0 0 0
Sabah & WP Labuan Public 37 0 15 0
Sabah & WP Labuan Private 0 0 1 0
Sabah & WP Labuan Total 37 11.29 0 0 16 4.88 0 0
Sarawak Public 36 0 52 0
Sarawak Private 2 0 6 0
Sarawak Total 38 15.38 0 0 58 23.47 0 0
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Table 5.3 Number and Density of Medication Refrigerators, Overhead Warming Devices, Physiologic Transport Monitors, Emergency  
 	  Trolleys and Transport Ventilators in the Operating Theatre and Intensive Care Unit in  Malaysian Hospitals by State and Sector, 2009

State Sector

Medication 
(Drug) 

Refrigerator

Overhead 
Warming 

Device

Physiologic 
Transport 

Monitor

Emergency 
Trolley

Transport 
Ventilators

No pmp No pmp No pmp No pmp No pmp
Malaysia Public 146 80 112 273 169
Malaysia Private 217 148 125 286 29
Malaysia Total 363 13.01 228 8.17 237 8.5 559 20.04 198 7.1
Perlis Public 2 3 1 3 6
Perlis Private 0 0 0 0 0
Perlis Total 2 8.44 3 12.66 1 4.22 3 12.66 6 25.32
Kedah Public 8 15 8 15 12
Kedah Private 18 8 6 19 0
Kedah Total 26 13.38 23 11.84 14 7.21 34 17.5 12 6.18
Perlis & Kedah Public 10 18 9 18 18
Perlis & Kedah Private 18 8 6 19 0
Perlis & Kedah Total 28 12.85 26 11.93 15 6.88 37 16.98 18 8.26
Pulau Pinang Public 12 5 2 15 13
Pulau Pinang Private 25 11 5 19 3
Pulau Pinang Total 37 23.42 16 10.13 7 4.43 34 21.52 16 10.13
Perak Public 12 8 6 19 32
Perak Private 22 1 3 17 1
Perak Total 34 14.01 9 3.71 9 3.71 36 14.83 33 13.59
Selangor & WP Putrajaya Public 19 10 26 34 18
Selangor & WP Putrajaya Private 52 70 39 78 5
Selangor & WP Putrajaya Total 71 14.11 80 15.89 65 12.91 112 22.25 23 4.57
WP KL Public 6 3 8 48 9
WP KL Private 32 22 21 42 14
WP KL Total 38 22.31 25 14.68 29 17.03 90 52.84 23 13.5
Selangor & WP Putrajaya & WP KL Public 25 13 34 82 27
Selangor & WP Putrajaya & WP KL Private 84 92 60 120 19
Selangor & WP Putrajaya & WP KL Total 109 16.18 105 15.59 94 13.95 202 29.99 46 6.83
Negeri Sembilan Public 5 0 13 25 18
Negeri Sembilan Private 9 4 7 21 1
Negeri Sembilan Total 14 14 4 4 20 19.99 46 45.99 19 18.99
Melaka Public 1 0 0 1 0
Melaka Private 7 10 19 14 3
Melaka Total 8 10.5 10 13.13 19 24.95 15 19.7 3 3.94
Johor Public 19 10 12 32 15
Johor Private 24 10 14 43 0
Johor Total 43 13.15 20 6.12 26 7.95 75 22.94 15 4.59
Pahang Public 2 0 5 3 4
Pahang Private 3 1 1 4 0
Pahang Total 5 3.3 1 0.66 6 3.96 7 4.62 4 2.64
Terengganu Public 12 6 3 13 3
Terengganu Private 1 0 0 2 0
Terengganu Total 13 12.55 6 5.79 3 2.9 15 14.48 3 2.9
Kelantan Public 6 5 6 26 4
Kelantan Private 1 3 8 8 2
Kelantan Total 7 4.27 8 4.88 14 8.54 34 20.74 6 3.66
Sabah Public 18 5 9 20 27
Sabah Private 12 0 0 9 0
Sabah Total 30 9.42 5 1.57 9 2.83 29 9.11 27 8.48
WP Labuan Public 0 0 0 0 0
WP Labuan Private 0 0 0 0 0
WP Labuan Total 0 0 0 0 0 0 0 0 0 0
Sabah & WP Labuan Public 18 5 9 20 27
Sabah & WP Labuan Private 12 0 0 9 0
Sabah & WP Labuan Total 30 9.15 5 1.53 9 2.75 29 8.85 27 8.24
Sarawak Public 24 10 13 19 8
Sarawak Private 11 8 2 10 0
Sarawak Total 35 14.17 18 7.29 15 6.07 29 11.74 8 3.24
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CHAPTER 6 | OBSTETRICS & GYNAECOLOGY (O&G) DEVICES IN MALAYSIAN HOSPITALS

Ng PY1, Sharmila S1, Ravichandran J2, Lim KK3

1.Hospital Kuala Lumpur, 2. Hospital Sultanah Aminah, Johor Bahru,  3. Clinical Research Centre, Ministry Of Health

Summary:  This article describes the availability and distribution of 7 main obstetrics & gynaecology devices 
throughout the country. Most of the devices (except ultrasound and cardiotocograph machine) were found in higher 
numbers in the private sector. Among all the states, Selangor & WP Putrajaya had consistently reported the highest 
number for most of the devices in contrast to Perlis which often reported the lowest number. However, low densities 
(per million population) of the devices were commonly observed in the states of Sabah & WP Labuan, Terengganu and 
Pahang instead of Perlis. 

The NMDS 2009 identified 7 main obstetrics & gynaecology (O&G) devices reflective of the extent of the services within the country. As shown in 
Table 6.1, almost all the public hospitals providing O&G services (95.4%) responded compared with only 73.0% of those in the private sector. Only 
functional devices available in these hospitals were taken into account in the report. 

Table 6.1 Number of Respondents and Non-respondents by Sector
Status Public Private Total

Respondents 124 108 232
Respondents, (%) 95.38 72.97 83.45
Non Respondents 6 40 46

Non Respondents, (%) 4.62 27.03 16.55
Total Respondents 130 148 278

Ultrasound machines (USG) are used for imaging of uterus, ovaries, pelvic organs and presence of fetus either via the vagina (trans-vaginal 
ultrasound) or via the abdomen (trans-abdominal ultrasound). Table 6.2 shows that USG was widely available in the country, with higher number in 
the public (62.7%) than in the private sector (37.3%). This trend was consistent across all states except Pulau Pinang, WP KL and Selangor & WP 
Putrajaya, where the private sector contributed more USG to the service. While the data for public hospitals were believed to be reflective of the 
actual scenario, the general belief was that there was a possible under-reporting by the private sector in some states. For example, in the state of 
Perak where there were 14 private hospitals providing O&G services, only 7 USG were reported. 

Overall, Selangor & WP Putrajaya reported the highest number of USG (130), followed by Johor (74) and Kedah (60) in contrast to Perlis, Melaka 
and Terengganu which recorded 7, 9, and 18 devices respectively. On the other hand, the density was the highest in Pulau Pinang, Kedah, and 
Perlis. The lowest density was found in Melaka, followed by Sabah & WP Labuan and Perak. Within the public sector, the number was highest in 
Selangor & WP Putrajaya (59), followed by Sarawak (46) and Sabah (42).

The function of a cardiotocograph (CTG) machine is to monitor the fetal heart during pregnancy. In contrast to the ultrasound machines, CTG 
machines were more available in the public hospitals (60.6%) than in private hospitals. The highest number was reported in Selangor & WP 
Putrajaya (195), followed by Johor (121), Sarawak (111) and the lowest in Perlis (5). Meanwhile WP KL, Kedah and Sarawak had the three highest 
densities of the device. (Table 6.2) 
	
Hysteroscope is a device used to directly visualise the uterine cavity. Its distribution was similar between public and private sectors (31 and 37 
respectively), with the highest number recorded in Selangor & WP Putrajaya (17), WP KL (11) and Johor (10). On the contrary, there was only one 
in Perlis, Pahang and Kelantan each. The highest density was found in WP KL, followed by Perlis and Melaka.

Colposcope is used to magnify the uterine cervix to check for abnormality of the cervix. More than half (60.7%) of this device was found in the 
private sector. Interestingly, 6 states (namely Selangor & WP Putrajaya, Sarawak, WP KL, Kedah, Pulau Pinang and Johor) reported 9 – 11 units 
per state whereas all the other states reported less than 5 units each. None was available in Pahang. Pulau Pinang had the highest density of the 
device at 6.33 pmp.

Laparoscope is used for direct visualisation of the abdominal cavity through an incision. One hundred sixty laparoscopes were available in the 
country with only 30.6% in the public sector. Selangor & WP Putrajaya (49), WP KL (23) and Johor (20) had the highest number of laparoscopes 
in contrast to Perlis and Terengganu which only had one and two respectively.  the lowest densities were observed in Sabah & WP Labuan (1.22 
pmp) and Terengganu (1.93 pmp).

Two other specialised equipments available in O&G departments are the urodynamic machine and uroflowmeter. A urodynamic machine is 
used to assess bladder and urethra function e.g. stress incontinence whereas a uroflowmeter measures the volume of urine released from body, 
the speed at which it is released and how long the release takes. Out of the 14 urodynamic machines, 4 were in Selangor & WP Putrajaya and 3 
in Perak. Seven other states had one each and the remaining 5 states (i.e. Perlis, Melaka, Pahang, Sabah & WP Labuan and Sarawak) had none. 
Meanwhile, out of the 15 uroflowmeters, 5 were in Selangor & WP Putrajaya, 2 each in Kedah and WP KL, and one each in Pulau Pinang, Perak, 
Negeri Sembilan, Johor, Terengganu and Kelantan. 
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Limitations

1.	 It was difficult to quantify the number of equipments available by specialty as some of them were not exclusively utilised and kept in 
O&G departments. For example, urodynamic machines and uroflowmeter were also used for urology patients.  In some hospitals, the 
machines were kept in the urology department and O&G patients were referred there when the machines were required. Therefore, there 
could be an underestimation of the total numbers utilised by O&G departments in our hospitals. 

2.	 It was impossible to judge the deficiency or adequacy of these devices by looking at their numbers and densities alone without relating 
them to their rates of use. The method of self-reporting by respective hospitals also raised some doubts over the quality and reliability 
of the data as there was no control over who could provide the information. 

3.	 Due to a much lower proportion of respondents from the private sector, statistical imputations made for the non-respondents could have 
caused inaccuracy in data for this sector.

Table 6.2 Number and Density of Ultrasounds and Cardiotocograph Machines in  Malaysian Hospitals by State and Sector, 2009

State Sector
Ultrasound machine (USG) Cardiotocograph (CTG) machine

No pmp No pmp
Malaysia Public 390 579
Malaysia Private 232 376
Malaysia Total 622 22.3 955 34.24
Perlis Public 7 5
Perlis Private 0 0
Perlis Total 7 29.54 5 21.1
Kedah Public 32 68
Kedah Private 28 35
Kedah Total 60 30.89 103 53.02
Pulau Pinang Public 22 26
Pulau Pinang Private 32 40
Pulau Pinang Total 54 34.18 66 41.77
Perak Public 35 36
Perak Private 7 23
Perak Total 42 17.3 59 24.3
Selangor & WP Putrajaya Public 59 92
Selangor & WP Putrajaya Private 71 103
Selangor & WP Putrajaya Total 130 25.83 195 38.74
WP KL Public 7 32
WP KL Private 30 63
WP KL Total 37 21.73 95 55.78
Negeri Sembilan Public 21 17
Negeri Sembilan Private 5 11
Negeri Sembilan Total 26 25.99 28 27.99
Melaka Public 8 22
Melaka Private 1 12
Melaka Total 9 11.82 34 44.64
Johor Public 38 74
Johor Private 36 47
Johor Total 74 22.64 121 37.01
Pahang Public 26 15
Pahang Private 5 9
Pahang Total 31 20.44 24 15.82
Terengganu Public 17 37
Terengganu Private 1 2
Terengganu Total 18 17.38 39 37.65
Kelantan Public 30 28
Kelantan Private 2 5
Kelantan Total 32 19.52 33 20.13
Sabah & WP Labuan Public 42 30
Sabah & WP Labuan Private 8 12
Sabah & WP Labuan Total 50 15.25 42 12.81
Sarawak Public 46 97
Sarawak Private 6 14
Sarawak Total 52 21.05 111 44.92
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Table 6.3 Number and Density of Hysteroscopes, Colposcopes and Laparoscopes in  Malaysian Hospitals by State and Sector, 2009

State Sector
Hysteroscope Colposcope Laparoscope

No pmp No pmp No pmp
Malaysia Public 31 31 49

Malaysia Private 37 48 111

Malaysia Total 68 2.44 79 2.83 160 5.74

Perlis Public 1 1 1

Perlis Private 0 0 0

Perlis Total 1 4.22 1 4.22 1 4.22

Kedah Public 1 5 3

Kedah Private 1 5 6

Kedah Total 2 1.03 10 5.15 9 4.63

Pulau Pinang Public 1 3 1

Pulau Pinang Private 4 7 10

Pulau Pinang Total 5 3.16 10 6.33 11 6.96

Perak Public 2 3 1

Perak Private 3 1 12

Perak Total 5 2.06 4 1.65 13 5.36

Selangor & WP Putrajaya Public 5 5 12

Selangor & WP Putrajaya Private 12 6 37

Selangor & WP Putrajaya Total 17 3.38 11 2.19 49 9.73

WP KL Public 6 1 10

WP KL Private 5 9 13

WP KL Total 11 6.46 10 5.87 23 13.5

Negeri Sembilan Public 1 2 2

Negeri Sembilan Private 1 1 6

Negeri Sembilan Total 2 2 3 3 8 8

Melaka Public 2 1 2

Melaka Private 1 2 2

Melaka Total 3 3.94 3 3.94 4 5.25

Johor Public 5 3 5

Johor Private 5 6 15

Johor Total 10 3.06 9 2.75 20 6.12

Pahang Public 1 0 3

Pahang Private 0 0 1

Pahang Total 1 0.66 0 0 4 2.64

Terengganu Public 0 1 1

Terengganu Private 0 0 1

Terengganu Total 0 0 1 0.97 2 1.93

Kelantan Public 1 2 5

Kelantan Private 0 0 1

Kelantan Total 1 0.61 2 1.22 6 3.66

Sabah & WP Labuan Public 2 2 1

Sabah & WP Labuan Private 0 2 3

Sabah & WP Labuan Total 2 0.61 4 1.22 4 1.22

Sarawak Public 3 2 2

Sarawak Private 5 9 4

Sarawak Total 8 3.24 11 4.45 6 2.43
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Table 6.4 Number and Density of Urodynamic Machines and Uroflowmeters in Malaysian Hospitals by State and Sector, 2009

State Sector
Urodynamic machine Uroflowmeter

No pmp No pmp
Malaysia Public 7 7

Malaysia Private 7 8

Malaysia Total 14 0.5 15 0.54

Perlis Public 0 0

Perlis Private 0 0

Perlis Total 0 0 0 0

Kedah Public 0 0

Kedah Private 1 2

Kedah Total 1 0.51 2 1.03

Pulau Pinang Public 1 1

Pulau Pinang Private 0 0

Pulau Pinang Total 1 0.63 1 0.63

Perak Public 1 1

Perak Private 2 0

Perak Total 3 1.24 1 0.41

Selangor & WP Putrajaya Public 1 1

Selangor & WP Putrajaya Private 3 4

Selangor & WP Putrajaya Total 4 0.79 5 0.99

WP KL Public 1 1

WP KL Private 0 1

WP KL Total 1 0.59 2 1.17

Negeri Sembilan Public 1 1

Negeri Sembilan Private 0 0

Negeri Sembilan Total 1 1 1 1

Melaka Public 0 0

Melaka Private 0 0

Melaka Total 0 0 0 0

Johor Public 0 0

Johor Private 1 1

Johor Total 1 0.31 1 0.31

Pahang Public 0 0

Pahang Private 0 0

Pahang Total 0 0 0 0

Terengganu Public 1 1

Terengganu Private 0 0

Terengganu Total 1 0.97 1 0.97

Kelantan Public 1 1

Kelantan Private 0 0

Kelantan Total 1 0.61 1 0.61

Sabah & WP Labuan Public 0 0

Sabah & WP Labuan Private 0 0

Sabah & WP Labuan Total 0 0 0 0

Sarawak Public 0 0

Sarawak Private 0 0

Sarawak Total 0 0 0 0
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CHAPTER 7 | NEUROLOGY DEVICES IN MALAYSIAN HOSPITALS 

Ooi PY1,  Hanip Rafia1  Zulkifli AS1

1. Hospital Kuala Lumpur

Summary:  A total of 3 devices, namely the Electroencephalogram, Nerve Conduction Study and Electromyography, and 
Evoked Potential System were analysed. Sufficient numbers of neurologists and technicians trained in the appropriate 
use of these devices were needed. There was a preponderance of these devices in the Klang Valley, especially in the 
private centres. In the future, getting accurate data especially from the private sector via registries or surveys  will be 
important to guide resource allocation.

Clinical neurophysiology aids in the diagnosis of central and peripheral nervous system disorders. The first neurophysiology unit was set up in 
Hospital Kuala Lumpur in 1964. There has been an increase in the number of neurophysiology units and services in the country over the years.

The following are 3 of the neurophysiology tests reported in the chapter namely: 

Electroencephalogram 
Electroencephalogram (EEG) is used to record the electrical activity of the brain, and aids in the diagnosis of seizures/epilepsy, central nervous 
system infections, metabolic and degenerative disorders. 

Nerve conduction study and electromyography
Nerve conduction study (NCS) involves stimulation of the peripheral nerves and recording of the responses. Needle electromyography (EMG) is an invasive 
procedure with insertion of a specialised needle into muscles. These tests are usually done in the same setting. They are used to assess the severity 
and temporal course of neuromuscular disorders, e.g. carpal tunnel syndrome, neuropathy, neuromuscular junction disorders and muscle diseases.
	
Evoked potentials 
Evoked potentials (EP) are electrical responses recorded from the brain, spinal cord or peripheral nerve that are evoked by external stimuli to the visual, 
auditory or somatosensory system.   It is helpful in assessment of integrity and localisation of neurological lesions. Visual evoked potential (VEP) 
examines the integrity of the visual pathway and is widely used in diagnosis of multiple sclerosis. Somatosensory evoked potential (SSEP) assesses 
the sensory system from peripheral nerves to the sensory cortex of the brain. Brainstem auditory evoked potential (BAEP) aids in evaluation 
of the brainstem integrity. It is commonly done for evaluation of hearing problems, dizziness, suspected brain stem lesions and multiple sclerosis.

The EEG is the most common neurophysiology tests offered in Malaysian hospitals, followed by NCS/EMG and EP. The EEG machine was available 
in all the states but there were fewer machines in Perlis, East Coast and East Malaysia.  The NCS/EMG and EP equipments were available in all 
the states except Perlis. At least half of these equipments were in the public hospitals, concentrated around the Klang Valley. In Penang and Klang 
Valley, the majority of the equipments were in the private sector. Penang constitutes the highest availability rate per million populations for all 
devices, compared with other states. Surprisingly, there was no EEG machine reported in private hospitals in Melaka, Sabah and Sarawak, where 
private neurologists were available.

In general, neurophysiology is largely a consultant-provided service. While simpler tests like EEG and basic NCS can be performed by medical 
attendants or neurophysiologists, more complex tests like EMG can only be performed by trained neurologists. All neurophysiology tests are 
dependent on neurologists for interpretation. The shortage of neurologists in the country explains why neurology devices were not widely available 
compared with devices of other specialties.

There was unequal distribution of the equipments, with a larger number in Klang Valley, especially in the private hospitals. This is because 
subspecialty services, including neurologist service,  were more readily available in private hospitals.

There were other devices under neurology service which were not included, for example the polysomnography and transcranial Doppler ultrasound. 
The EEG can be further subdivided into outpatient EEG, video telemetry recording, portable EEG and ambulatory EEG. The data presented here was 
only for conventional outpatient EEG. These devices were not exclusively owned by the neurology unit. For example, some intensive care units may 
have ambulatory EEG service under the care of anesthesiologists or neuro-intensivists. Other units which may use the devices are orthopaedics, 
rehabilitation medicine, rheumatology and paediatrics.

The devices in public hospitals are periodically reviewed and coordinated under the Department of Neurology, Hospital Kuala Lumpur. However, 
in private hospitals, the devices are under the management of respective private hospitals with no central control body. It is highly likely that the 
number of the devices from the private sector was under-reported. There should be a better mechanism to encourage accurate and voluntary 
reporting from the private sector, for example through a national registry. Auditing of the neurophysiology device helps to plan the delivery of 
neurology service to all parts of the country. Although the service was yet to be readily available in certain states, a rising trend is expected in near 
future, in accordance with the training of more neurologists.
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Limitation
It is tempting to extrapolate the service adequacy from the number of device per million populations. However, this may not be accurate. The most 
obvious reason is device does not equate service, as some equipment may be physically available but non-functional, due to multiple reasons. The 
adequacy is best judged by the waiting time for the tests. Generally the reasonable waiting time should not exceed 16-18 weeks.

Table 7.1 Number and Density of Electroencephalogram (EEG) System, Nerve Conduction Study (NCS) and Electromyogram (EMG) 
Device and Evoked Potential (EP)System Devices in Malaysian Hospitals by State and Sector, 2009.

State Sector
Electroencephalograph 

(EEG) system
Device for both NCS and 

EMG studies
Evoked Potential (EP) 

system*
No pmp No pmp No pmp

Malaysia Public 35 20 18
Malaysia Private 27 20 15
Malaysia Total 62 2.22 40 1.43 33 1.18
Perlis Public 1 0 0
Perlis Private 0 0 0
Perlis Total 1 4.22 0 0 0 0
Kedah Public 3 1 1
Kedah Private 0 0 0
Kedah Total 3 1.54 1 0.51 1 0.51
Perlis & Kedah Public 4 1 1
Perlis & Kedah Private 0 0 0
Perlis & Kedah Total 4 1.84 1 0.46 1 0.46
Pulau Pinang Public 2 1 1
Pulau Pinang Private 6 5 3
Pulau Pinang Total 8 5.06 6 3.8 4 2.53
Perak Public 2 1 1
Perak Private 2 1 2
Perak Total 4 1.65 2 0.82 3 1.24
Selangor & WP Putrajaya Public 5 3 3
Selangor & WP Putrajaya Private 12 9 6
Selangor & WP Putrajaya Total 17 3.38 12 2.38 9 1.79
WP KL Public 2 3 1
WP KL Private 6 3 3
WP KL Total 8 4.7 6 3.52 4 2.35
Selangor & WP Putrajaya & WP KL Public 7 6 4
Selangor & WP Putrajaya & WP KL Private 18 12 9
Selangor & WP Putrajaya & WP KL Total 25 3.71 18 2.67 13 1.93
Negeri Sembilan Public 1 1 1
Negeri Sembilan Private 0 1 1
Negeri Sembilan Total 1 1 2 2 2 2
Melaka Public 1 1 1
Melaka Private 0 0 0
Melaka Total 1 1.31 1 1.31 1 1.31
Johor Public 2 1 1
Johor Private 1 1 0
Johor Total 3 0.92 2 0.61 1 0.31
Pahang Public 2 2 2
Pahang Private 0 0 0
Pahang Total 2 1.32 2 1.32 2 1.32
Terengganu Public 1 1 1
Terengganu Private 0 0 0
Terengganu Total 1 0.97 1 0.97 1 0.97
Kelantan Public 5 1 1
Kelantan Private 0 0 0
Kelantan Total 5 3.05 1 0.61 1 0.61
Sabah & WP Labuan Public 4 3 3
Sabah & WP Labuan Private 0 0 0
Sabah & WP Labuan Total 4 1.22 3 0.92 3 0.92
Sarawak Public 4 1 1
Sarawak Private 0 0 0
Sarawak Total 4 1.62 1 0.4 1 0.4

*Includes machines with triple function (NCS, EMG, and EP studies)
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CHAPTER 8 | CARDIAC DEVICES IN MALAYSIAN HOSPITALS

Wan Azman WA1, Abdul Kahar G2, Abdul Muiz J2, Arif N2, Omar I3, Lim KK4

1. University Malaya Medical Centre, 2. Hospital Serdang, 3. Hospital Pulau Pinang, 4. Clinical Research Centre, Ministry Of Health

 Summary: A total of 11 devices reflective of cardiac services (cardiology and cardiothoracic) were highlighted and described. 
They were available mostly in the private sector except the nuclear cardiology system. These devices also shared similar 
distribution pattern around the country, with higher numbers found in more populated areas i.e. Klang Valley and Pulau 
Pinang. Meanwhile, highly specialised devices were only found in certain states in specific cardiac services institutions.

Besides the workforce, accessibility to cardiac devices is also an important indicator of the extent of cardiac services within the country.  In this 
article, the number and density (in per million population, pmp) of 11 common cardiac devices (7 devices for cardiology and 4 for cardiothoracic) 
are presented by sector and by state. Only functional devices available in hospitals providing cardiac services (defined as having permanent 
cardiologist(s) or visiting cardiologist(s) regardless of frequency of visits) were taken into account.

Cardiology devices	
A Holter monitor is a portable device used for 24-hour continuous monitoring of electrocardiogram (heart rhythm). The number of Holter 
monitoring systems rather than the number of individual Holter monitor units were reported below. As shown in Table 8.1, 43 systems were 
available in all Malaysian states except Terengganu; 74.4% of which were in the private sector. Klang Valley (Selangor & WP Putrajaya and WP KL) 
accounted for nearly 28% of total systems available. However, the density was the highest in Melaka which was 5.25 pmp.

An invasive arterial blood pressure monitoring system is used for direct measurement of arterial blood pressure through a cannula needle 
placed in an artery, typically on critically-ill patients. Overall there were 140 such systems in the country with a density of 5.02 pmp; 78.6% were 
available in the private sector and 37.9% in Klang Valley. None was reported in Perlis and Terengganu.

Meanwhile, angiography fluoroscopy is an imaging technique used to obtain real-time moving images to visualise the blood vessels (e.g. 
coronary artery, aorta, heart chambers) and is mainly used for coronary angiogram and intervention. Out of the 60 angiography fluoroscopy 
reported, most (nearly 80%) were in the private sector. This device was accessible in most states with almost half (44%) located in Klang Valley, 
followed by Pulau Pinang and Melaka, as opposed to none in Perlis and Terengganu(Table 8.1), where services from these devices were obtained 
from hospitals in neighbouring states such as Kedah, Kelantan and Pahang. 
	
An image intensifier is a fluoroscopy device used to guide temporary pacemaker insertion by cardiologists or physicians, usually found in the 
coronary care unit (CCU). There were a total of 23 image intensifiers available in the country (0.82 pmp), 16 (69.6%) of which in the private sector 
and 5 (21.7%) in Klang Valley. (Table 8.1)
	
The intra-aortic balloon pump (IABP) is an invasive temporary blood pressure support device mainly used in interventional cardiology and 
cardiothoracic surgery. Sixty-five IABPs (2.33 pmp) were reported in the survey, nearly two thirds (63%) of which in private sector. It shared similar 
distribution to the previous three devices, with the highest number found in Klang Valley and Pulau Pinang, and nil in Perlis and Terengganu. (Table 8.2)

On the contrary, 3D cardiac mapping system, a device used in electrophysiology study to identify anatomical location of arrhythmia were 
available only in heart centres offering subspecialty service of electrophysiology and these centres are located in Klang Valley. Nuclear cardiology 
system refers to non-invasive cardiac imaging using radio-nuclear tracers to determine reversible ischaemia or viable myocardium. It was available 
at Ministry of Health (MOH) hospitals, National Heart Institute (IJN) and public universities hospital in Klang Valley, Pulau Pinang, Johor, Kelantan 
and Sarawak.

Cardiothoracic devices
A heart lung machine is a machine used to replace heart and lung functions during bypass surgery. Two-third of these were found in private 
sector and were available mainly in Klang Valley (22), followed by Pulau Pinang (10) and Johor (4). (Table 8.3)

A Video-assisted thoracosocope system (VATS) is a video-based system used for minimally invasive thoracic surgery. This device was used 
by both cardiothoracic service centres and general surgeons with thoracic interest, mainly in Klang Valley and Pulau Pinang and few in Kedah and 
Johor. (Table 8.3)

On the other hand, there was only one unit of left ventricular assist device (LVAD), device used to augment pumping of left heart chamber prior 
to heart transplant, in Malaysia. It was located in the IJN, which is not surprising as it is the only heart transplant centre in the country.

Last but not least, the graft flow study tool is a device used to measure the blood flow through the graft during bypass surgery. This device was 
only available in two MOH institutions, namely Hospital Pulau Pinang and Hospital Sultanah Aminah, Johor. (Table 8.3)
Overall, cardiothoracic devices were not as commonly available as cardiology devices.
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Limitations	

1.	O ur data only measured the number of devices utilised or kept in the cardiology department in hospitals and therefore the number do 
not represent the actual number of the specific devices in the country. Not all devices reported were exclusively utilised or kept by the 
cardiology department; for example, image intensifiers were also used in the the radiology department and operation theatre for non-
cardiac purposes. Besides that, some devices were also used in hospitals without cardiac services (e.g. Holter monitor).

2.	 It was difficult to judge the adequacy of these devices based on their numbers and densities alone because their utilisation pattern was 
not known. Our data also could not identify any imbalance between workforce and device availability which was a common problem in 
some health institutions. The National Heart Institute (IJN), the largest cardiac centre in the country was considered as a semi-private 
health institution. This could have led to a high concentration of some devices in Klang Valley within the private sector. It was also noted 
that some questions in the survey form lacked proper definitions which could have led to inconsistency in interpretation. 

Table 8.1 Number and Density of Cardiology Devices in  Malaysian Hospitals by State and Sector, 2009

State Sector

Holter 
monitoring 

system

Invasive arterial 
blood pressure 

monitoring system

Angiography 
fluroscopy

Image 
intensifier

No pmp No pmp No pmp No pmp
Malaysia Public 11 30 12 7
Malaysia Private 32 110 48 16
Malaysia Total 43 1.54 140 5.02 60 2.15 23 0.82
Perlis Public 1 0 0 0
Perlis Private 0 0 0 0
Perlis Total 1 4.22 0 0 0 0 0 0
Kedah Public 0 0 1 1
Kedah Private 3 3 3 3
Kedah Total 3 1.54 3 1.54 4 2.06 4 2.06
Pulau Pinang Public 1 0 1 1
Pulau Pinang Private 6 5 8 1
Pulau Pinang Total 7 4.43 5 3.16 9 5.7 2 1.27
Perak Public 0 1 0 0
Perak Private 3 20 3 2
Perak Total 3 1.24 21 8.65 3 1.24 2 0.82
Selangor & WP Putrajaya Public 1 0 2 1
Selangor & WP Putrajaya Private 6 21 10 4
Selangor & WP Putrajaya Total 7 1.39 21 4.17 12 2.38 5 0.99
WP KL Public 1 0 3 0
WP KL Private 4 32 12 1
WP KL Total 5 2.94 32 18.79 15 8.81 1 0.59
Selangor & WP Putrajaya & WP KL Public 2 0 5 1
Selangor & WP Putrajaya & WP KL Private 10 53 22 5
Selangor & WP Putrajaya & WP KL Total 12 1.78 53 7.87 27 4.01 6 0.89
Negeri Sembilan Public 1 0 0 0
Negeri Sembilan Private 1 2 1 1
Negeri Sembilan Total 2 2 2 2 1 1 1 1
Melaka Public 1 0 0 0
Melaka Private 3 10 3 2
Melaka Total 4 5.25 10 13.13 3 3.94 2 2.63
Johor Public 2 19 1 1
Johor Private 3 13 3 1
Johor Total 5 1.53 32 9.79 4 1.22 2 0.61
Pahang Public 1 4 1 0
Pahang Private 0 3 1 1
Pahang Total 1 0.66 7 4.62 2 1.32 1 0.66
Terengganu Public 0 0 0 0
Terengganu Private 0 0 0 0
Terengganu Total 0 0 0 0 0 0 0 0
Kelantan Public 1 0 1 0
Kelantan Private 1 1 1 0
Kelantan Total 2 1.22 1 0.61 2 1.22 0 0
Sabah & WP Labuan Public 0 5 1 1
Sabah & WP Labuan Private 1 0 1 0
Sabah & WP Labuan Total 1 0.31 5 1.53 2 0.61 1 0.31
Sarawak Public 1 1 1 2
Sarawak Private 1 0 2 0
Sarawak Total 2 0.81 1 0.4 3 1.21 2 0.81
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Table 8.2 Number and Density of Cardiology Devices in  Malaysian Hospitals by State and Sector, 2009	

State Sector
Intra-aortic balloon 

pump 3D Cardiac mapping Nuclear cardiology 
system

No pmp No pmp No pmp
Malaysia Public 24 1 5

Malaysia Private 41 2 1

Malaysia Total 65 2.33 3 0.11 6 0.22

Perlis Public 0 0 0

Perlis Private 0 0 0

Perlis Total 0 0 0 0 0 0

Kedah Public 1 0 0

Kedah Private 3 0 0

Kedah Total 4 2.06 0 0 0 0

Pulau Pinang Public 4 0 1

Pulau Pinang Private 6 0 0

Pulau Pinang Total 10 6.33 0 0 1 0.63

Perak Public 0 0 0

Perak Private 3 0 0

Perak Total 3 1.24 0 0 0 0

Selangor & WP Putrajaya Public 6 0 0

Selangor & WP Putrajaya Private 9 0 0

Selangor & WP Putrajaya Total 15 2.98 0 0 0 0

WP KL Public 7 1 1

WP KL Private 9 2 1

WP KL Total 16 9.39 3 1.76 2 1.17

Selangor & WP Putrajaya & WP KL Public 13 1 1

Selangor & WP Putrajaya & WP KL Private 18 2 1

Selangor & WP Putrajaya & WP KL Total 31 4.6 3 0.45 2 0.3

Negeri Sembilan Public 0 0 0

Negeri Sembilan Private 1 0 0

Negeri Sembilan Total 1 1 0 0 0 0

Melaka Public 0 0 0

Melaka Private 4 0 0

Melaka Total 4 5.25 0 0 0 0

Johor Public 3 0 1

Johor Private 2 0 0

Johor Total 5 1.53 0 0 1 0.31

Pahang Public 0 0 0

Pahang Private 0 0 0

Pahang Total 0 0 0 0 0 0

Terengganu Public 0 0 0

Terengganu Private 0 0 0

Terengganu Total 0 0 0 0 0 0

Kelantan Public 1 0 1

Kelantan Private 1 0 0

Kelantan Total 2 1.22 0 0 1 0.61

Sabah & WP Labuan Public 1 0 0

Sabah & WP Labuan Private 1 0 0

Sabah & WP Labuan Total 2 0.61 0 0 0 0

Sarawak Public 1 0 1

Sarawak Private 2 0 0

Sarawak Total 3 1.21 0 0 1 0.4
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Table 8.3 Number and Density of Cardiothoracic Devices in  Malaysian Hospitals by State and Sector, 2009 

State Sector
Heart lung 

machine
Video-assisted 

thoracoscope system
Left ventricular 

assist devices
Graft flow 
study tool

No pmp No pmp No pmp No pmp
Malaysia Public 16 5 0 2

Malaysia Private 32 8 1 0

Malaysia Total 48 1.72 13 0.47 1 0.04 2 0.07

Perlis Public 0 0 0 0

Perlis Private 0 0 0 0

Perlis Total 0 0 0 0 0 0 0 0

Kedah Public 0 1 0 0

Kedah Private 1 0 0 0

Kedah Total 1 0.51 1 0.51 0 0 0 0

Pulau Pinang Public 4 1 0 1

Pulau Pinang Private 6 1 0 0

Pulau Pinang Total 10 6.33 2 1.27 0 0 1 0.63

Perak Public 0 0 0 0

Perak Private 2 0 0 0

Perak Total 2 0.82 0 0 0 0 0 0

Selangor & WP Putrajaya Public 2 1 0 0

Selangor & WP Putrajaya Private 6 3 0 0

Selangor & WP Putrajaya Total 8 1.59 4 0.79 0 0 0 0

WP KL Public 2 1 0 0

WP KL Private 12 4 1 0

WP KL Total 14 8.22 5 2.94 1 0.59 0 0

Selangor & WP Putrajaya & WP KL Public 4 2 0 0

Selangor & WP Putrajaya & WP KL Private 18 7 1 0

Selangor & WP Putrajaya & WP KL Total 22 3.27 9 1.34 1 0.15 0 0

Negeri Sembilan Public 0 0 0 0

Negeri Sembilan Private 1 0 0 0

Negeri Sembilan Total 1 1 0 0 0 0 0 0

Melaka Public 0 0 0 0

Melaka Private 3 0 0 0

Melaka Total 3 3.94 0 0 0 0 0 0

Johor Public 3 1 0 1

Johor Private 1 0 0 0

Johor Total 4 1.22 1 0.31 0 0 1 0.31

Pahang Public 0 0 0 0

Pahang Private 0 0 0 0

Pahang Total 0 0 0 0 0 0 0 0

Terengganu Public 0 0 0 0

Terengganu Private 0 0 0 0

Terengganu Total 0 0 0 0 0 0 0 0

Kelantan Public 2 0 0 0

Kelantan Private 0 0 0 0

Kelantan Total 2 1.22 0 0 0 0 0 0

Sabah & WP Labuan Public 0 0 0 0

Sabah & WP Labuan Private 0 0 0 0

Sabah & WP Labuan Total 0 0 0 0 0 0 0 0

Sarawak Public 3 0 0 0

Sarawak Private 0 0 0 0

Sarawak Total 3 1.21 0 0 0 0 0 0
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CHAPTER 9 | NEPHROLOGY DEVICES IN MALAYSIA

Ghazali A1, Shahnaz S2, Hazimah H3, Lee DG4

1. Hospital Kuala Lumpur, 2. Hospital Tengku Ampuan Rahimah, Klang, 3. Clinical Research Centre, Ministry of Health 4. National Renal Registry

Summary: This report highlights current state and 10-year trend of availability of haemodialysis (HD) machines in the country. 
In general, the density of HD machines was increasing over the past 10 years with varying rates of growth  among states

The provision of dialysis services has become one of the important components of the nephrology practice in this country since 1970s. Dialysis 
services in Malaysia comprises haemodialysis, which is provided by the public sector, private sector and non-governmental organisations (NGO), 
and peritoneal dialysis/continuous cycling peritoneal dialysis (APD/CCPD) which is available only in the public sector.

There were 5684 HD machines in Malaysia in 2009. The public sector had 28% of the machines, NGO, 33%, and the private sector, 39%. The 
highest number of HD machines in 2009 were in the state of Selangor and Wilayah Persekutuan (WP) Putrajaya (1096 HD machines), followed by 
Johor (865), Perak (612), and WP KL (590). The states with the lowest number of machines in decreasing order were Kelantan (144), Terengganu 
(118) and Perlis (35). The density (number of HD machines per million population) was the highest in WP KL (346), followed by Pulau Pinang (341) 
and Melaka (286) while the lowest density was in Sabah and WP Labuan (86), followed by Kelantan (88) and Terengganu (114). 

The density of HD machines in the country showed a continuously increasing trend for the past 10 years but differed in rates of growth. Between 
2000 and 2005, the rate of growth in density was 115% whereas for the subsequent 5 years, growth was much slower at only 30%. The three 
states with the highest growth rates between 2000 and 2009 were Pahang (445%), followed by Sabah and WP Labuan (297%) and Terengganu 
(267%). Meanwhile, WP KL (90%), Melaka (93%) and Pulau Pinang (98%) showed the slowest growth in density over the 10 years. 
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These results are based on the annual centre survey conducted by the National Renal Registry from the year 2000 to 2009. Data from the National 
Medical Device Survey (NMDS) 2009 is not included in this report as it does not cover non-hospital based haemodialysis centres. This report also 
does not include the devices used in peritoneal dialysis (i.e. peritoneal dialysis cyclers) and other devices used in haemodialysis units e.g. water 
treatment system, dialyser rinser, dialyser reprocessing machine, haemofiltration dialysis machine and slow low efficiency dialysis machine.

Reference:
1.	 Lim TO and Lim YN (eds).17th Report of the Malaysian Dialysis and Transplant Registry 2009, Kuala Lumpur 2010

Calculation of Rate of Growth of Density of HD Machines

Rate of growth of density 
of HD machines for a 
particular time period

=

Density of HD machines in the last 
year of the time period concerned - Density of HD machines in the first 

year of the time period concerned
X 100%---------------------------------------------------------------------------------------------------------------------------------------------------------------

Density HD machines in the first year of the time period concerned
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CHAPTER 10 | DERMATOLOGY DEVICES IN MALAYSIAN HOSPITALS

Noor Zalmy A1, Chang CC1, Asmah J1, Roshidah B2

1.  Hospital Kuala Lumpur   2. Hospital Melaka

Summary: A total of 12 dermatology devices was analysed in 2009. Certain devices such as hair removal lasers and fractional 
carbon dioxide were more common in private centers while the use of cryogun was more prevalent in public hospitals. As 
many dermatology devices were utilised in the outpatient specialist clinic, there is a need to include them in future surveys.

The field of dermatology underwent rapid technological expansion over the last few years. Dermatological devices which was once limited to 
Wood’s lamp, microscopes and basic surgical equipment, now provide specialised assistance for a whole range of skin problems, ranging from the 
removal of viral warts to aesthetic services. It is important that the operators are credentialed before they use these medical equipments. This is to 
ensure that they are used for the right indications and by the right operators. Credentialing is required to increase patient safety, reduce medical 
errors and provide high quality health care services (Table 10.1) 

Table 10.1: Dermatology Devices- Indications and Credentialed Operators 

Medical Device Indication of usage Mode of management Credentialed operator

1 Cryosurgical unit
Benign skin tumours
Nodular dermatitis
Basal cell carcinoma

Therapeutic
Trained doctors & nurses
Trained doctors & nurses
Trained dermatologist

2 Electrosurgical unit Benign skin tumours Therapeutic Trained doctors

3 Iontophoresis Palmar & plantar hyperhidrosis Interim therapy
Doctors and trained physiotherapist or 
paramedics

4 Phototherapy Unit

Full body phototherapy cabin
(broadband UVB & UVA)

Psoriasis
Extensive vitiligo
Mycosis fungoides

Therapeutic
Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

Full body phototherapy cabin
(narrow band UVB)

Psoriasis
Scleroderma
Vitiligo
Mycosis fungoides

Therapeutic
Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

Full body phototherapy cabin
(UVA1)

Mycosis fungoides
Scleroderma
Morphea

Adjuvant therapy
Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

Hand and feet phototherapy unit
Hand & foot psoriasis
Hand & feet vitiligo

Therapeutic
Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

Hand held phototherapy
Scalp psoriasis
Localised vitiligo

Therapeutic
Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

PUVA ten (UV lamps)
Multitester unit (UVA & UVB)

Localised vitiligo
Therapeutic
Investigative

Dermatologists and trained 
physiotherapists and paramedics under 
supervision by dermatologists

5 Laser surgical unit

Carbon dioxide laser system
Benign skin tumours
Resurfacing of scars

Therapeutic
Cosmesis

Trained dermatologists

Intense pulse light laser system
Hair removal
Resurfacing of scars
Photo rejuvenation

Therapeutic
Cosmesis

Trained dermatologists

Pigment laser system
Hyperpigmented disorders, 
tattoos
Hair removal

Therapeutic
Cosmesis

Trained dermatologists

Vascular laser system

Port wine stains
Haemangioma
Telangiectasia
Varices

Therapeutic
Cosmesis

Trained dermatologists
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There were a total of 341 registered hospitals in Malaysia. Dermatology services were available in only 70 of these hospitals. The response rate 
to this survey was 91.43%.

This report includes the most commonly used devices in the field of dermatology. A cryogun which is used mainly for the management of viral 
warts was  available in all state public hospitals but not widely available in the private hospitals (Table 10.2). Electrosurgical units were generally 
available in both private and public hospitals (Table 10.2). Phototherapy service which is useful for the treatment of psoriasis and vitiligo was 
available in the public state hospitals except for Terengganu. Some private hospitals in Selangor, Kuala Lumpur and Pulau Pinang also provided 
this service (Table 10.2).  

Compared to previous data reported in NMDS 2007, there is a definite expansion in the availability of laser machines. Conventional carbon 
dioxide (CO2) lasers were available in some public hospitals (Table 10.3). Fractional CO2 

was mainly available in the private sector (Table 10.3). 
In the public sector, pigment lasers were available in Kuala Lumpur, Negeri Sembilan, Melaka and Sarawak (Table 10.3). Vascular lasers were 
available in Kuala Lumpur and Selangor alone (Table 10.3). Hair removal lasers were only available in private hospitals (Table 10.3).  Intense pulse 
light therapy was only available in a public hospital in Negeri Sembilan and three private hospitals in Kuala Lumpur and Selangor (Table 10.4). 
Microdermabrasion devices were only available in private hospitals (Table 10.4). 

Limitations	
1.	 The data was obtained only from hospitals, which may not reflect the true scenario of the availability of dermatology devices in Malaysia. 

This is because most private dermatologists operate in their own clinics, which provide more extensive dermatology services compared 
with hospitals. 

2.	 Availability of devices in the private hospitals was under-reported as nearly 12% of the private hospitals did not respond to this survey. 



39

National Medical Device Statistics 2009                                                                                                                                                                                 	

Table 10.2 Number & Density of Cryoguns, Electrosurgery units, Iontophoresis and Phototherapy devices in Malaysian Hospitals by State & Sector, 2009

State Sector
Cryogun Electrosurgery 

(cautery) unit
Iontophoresis 

unit
Phototherapy 

cabin (total body)

Partial body 
localised 

phototherapy
No pmp No pmp No pmp No pmp No pmp

Malaysia Public 37 19 10 21 22
Malaysia Private 15 22 7 12 14
Malaysia Total 52 1.86 41 1.47 17 0.61 33 1.18 36 1.29
Perlis Public 3 2 0 1 1
Perlis Private 0 0 0 0 0
Perlis Total 3 12.66 2 8.44 0 0 1 4.22 1 4.22
Kedah Public 2 1 1 1 1
Kedah Private 0 0 0 0 0
Kedah Total 2 1.03 1 0.51 1 0.51 1 0.51 1 0.51
Perlis & Kedah Public 5 3 1 2 2
Perlis & Kedah Private 0 0 0 0 0
Perlis & Kedah Total 5 2.29 3 1.38 1 0.46 2 0.92 2 0.92
Pulau Pinang Public 2 1 1 1 0
Pulau Pinang Private 3 3 0 0 2
Pulau Pinang Total 5 3.16 4 2.53 1 0.63 1 0.63 2 1.27
Perak Public 3 1 1 2 1
Perak Private 0 9 0 0 0
Perak Total 3 1.24 10 4.12 1 0.41 2 0.82 1 0.41
Selangor & WP Putrajaya Public 1 2 0 3 2
Selangor & WP Putrajaya Private 7 5 7 7 3
Selangor & WP Putrajaya Total 8 1.59 7 1.39 7 1.39 10 1.99 5 0.99
WP KL Public 4 1 1 2 7
WP KL Private 3 3 0 5 9
WP KL Total 7 4.11 4 2.35 1 0.59 7 4.11 16 9.39
Selangor & WP Putrajaya & WP KL Public 5 3 1 5 9
Selangor & WP Putrajaya & WP KL Private 10 8 7 12 12
Selangor & WP Putrajaya & WP KL Total 15 2.23 11 1.63 8 1.19 17 2.52 21 3.12
Negeri Sembilan Public 3 2 3 1 1
Negeri Sembilan Private 1 0 0 0 0
Negeri Sembilan Total 4 4 2 2 3 3 1 1 1 1
Melaka Public 1 1 0 3 4
Melaka Private 0 0 0 0 0
Melaka Total 1 1.31 1 1.31 0 0 3 3.94 4 5.25
Johor Public 6 2 0 2 1
Johor Private 0 1 0 0 0
Johor Total 6 1.84 3 0.92 0 0 2 0.61 1 0.31
Pahang Public 2 1 1 1 1
Pahang Private 0 0 0 0 0
Pahang Total 2 1.32 1 0.66 1 0.66 1 0.66 1 0.66
Terengganu Public 2 1 0 0 0
Terengganu Private 0 0 0 0 0
Terengganu Total 2 1.93 1 0.97 0 0 0 0 0 0
Kelantan Public 2 1 0 1 1
Kelantan Private 0 0 0 0 0
Kelantan Total 2 1.22 1 0.61 0 0 1 0.61 1 0.61
Sabah & WP Labuan Public 2 1 1 1 2
Sabah & WP Labuan Private 0 0 0 0 0
Sabah & WP Labuan Total 2 0.61 1 0.31 1 0.31 1 0.31 2 0.61
Sarawak Public 4 2 1 2 0
Sarawak Private 1 1 0 0 0
Sarawak Total 5 2.02 3 1.21 1 0.4 2 0.81 0 0
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Table 10.3 Number and Density of Different Laser Systems in Malaysian Hospitals by State and Sector, 2009

State Sector
CO2 Laser   Pigment laser Vascular laser

Fractional 
lasers

Hair removal 
laser

No pmp No pmp No pmp No pmp No pmp
Malaysia Public 9 4 1 0 0
Malaysia Private 5 4 4 10 4
Malaysia Total 14 0.5 8 0.29 5 0.18 10 0.36 4 0.14
Perlis Public 0 0 0 0 0
Perlis Private 0 0 0 0 0
Perlis Total 0 0 0 0 0 0 0 0 0 0
Kedah Public 0 0 0 0 0
Kedah Private 0 0 0 0 0
Kedah Total 0 0 0 0 0 0 0 0 0 0
Perlis & Kedah Public 0 0 0 0 0
Perlis & Kedah Private 0 0 0 0 0
Perlis & Kedah Total 0 0 0 0 0 0 0 0 0 0
Pulau Pinang Public 1 0 0 0 0
Pulau Pinang Private 0 0 0 0 0
Pulau Pinang Total 1 0.63 0 0 0 0 0 0 0 0
Perak Public 1 0 0 0 0
Perak Private 0 0 0 0 0
Perak Total 1 0.41 0 0 0 0 0 0 0 0
Selangor & WP Putrajaya Public 1 0 0 0 0
Selangor & WP Putrajaya Private 2 3 1 3 3
Selangor & WP Putrajaya Total 3 0.6 3 0.6 1 0.2 3 0.6 3 0.6
WP KL Public 1 1 1 0 0
WP KL Private 2 1 3 5 1
WP KL Total 3 1.76 2 1.17 4 2.35 5 2.94 1 0.59
Selangor & WP Putrajaya & WP KL Public 2 1 1 0 0
Selangor & WP Putrajaya & WP KL Private 4 4 4 8 4
Selangor & WP Putrajaya & WP KL Total 6 0.89 5 0.74 5 0.74 8 1.19 4 0.59
Negeri Sembilan Public 1 1 0 0 0
Negeri Sembilan Private 0 0 0 0 0
Negeri Sembilan Total 1 1 1 1 0 0 0 0 0 0
Melaka Public 0 1 0 0 0
Melaka Private 0 0 0 0 0
Melaka Total 0 0 1 1.31 0 0 0 0 0 0
Johor Public 1 0 0 0 0
Johor Private 1 0 0 2 0
Johor Total 2 0.61 0 0 0 0 2 0.61 0 0
Pahang Public 1 0 0 0 0
Pahang Private 0 0 0 0 0
Pahang Total 1 0.66 0 0 0 0 0 0 0 0
Terengganu Public 0 0 0 0 0
Terengganu Private 0 0 0 0 0
Terengganu Total 0 0 0 0 0 0 0 0 0 0
Kelantan Public 0 0 0 0 0
Kelantan Private 0 0 0 0 0
Kelantan Total 0 0 0 0 0 0 0 0 0 0
Sabah & WP Labuan Public 1 0 0 0 0
Sabah & WP Labuan Private 0 0 0 0 0
Sabah & WP Labuan Total 1 0.31 0 0 0 0 0 0 0 0
Sarawak Public 1 1 0 0 0
Sarawak Private 0 0 0 0 0
Sarawak Total 1 0.4 1 0.4 0 0 0 0 0 0
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Table 10.4 Number and Density of Intense Pulse Light and Microdermabrasion Devices in Malaysian Hospitals by State & Sector, 2009

State Sector
Intense pulsed light (IPL) Microdermabrasion

No pmp No pmp
Malaysia Public 1 0
Malaysia Private 3 7
Malaysia Total 4 0.14 7 0.25
Perlis Public 0 0
Perlis Private 0 0
Perlis Total 0 0 0 0
Kedah Public 0 0
Kedah Private 0 0
Kedah Total 0 0 0 0
Perlis & Kedah Public 0 0
Perlis & Kedah Private 0 0
Perlis & Kedah Total 0 0 0 0
Pulau Pinang Public 0 0
Pulau Pinang Private 0 0
Pulau Pinang Total 0 0 0 0
Perak Public 0 0
Perak Private 0 0
Perak Total 0 0 0 0
Selangor & WP Putrajaya Public 0 0
Selangor & WP Putrajaya Private 2 5
Selangor & WP Putrajaya Total 2 0.4 5 0.99
WP KL Public 0 0
WP KL Private 1 1
WP KL Total 1 0.59 1 0.59
Selangor & WP Putrajaya & WP KL Public 0 0
Selangor & WP Putrajaya & WP KL Private 3 6
Selangor & WP Putrajaya & WP KL Total 3 0.45 6 0.89
Negeri Sembilan Public 1 0
Negeri Sembilan Private 0 0
Negeri Sembilan Total 1 1 0 0
Melaka Public 0 0
Melaka Private 0 0
Melaka Total 0 0 0 0
Johor Public 0 0
Johor Private 0 1
Johor Total 0 0 1 0.31
Pahang Public 0 0
Pahang Private 0 0
Pahang Total 0 0 0 0
Terengganu Public 0 0
Terengganu Private 0 0
Terengganu Total 0 0 0 0
Kelantan Public 0 0
Kelantan Private 0 0
Kelantan Total 0 0 0 0
Sabah & WP Labuan Public 0 0
Sabah & WP Labuan Private 0 0
Sabah & WP Labuan Total 0 0 0 0
Sarawak Public 0 0
Sarawak Private 0 0
Sarawak Total 0 0 0 0

Reference
       1.   Ariza Z, Faridah AMY, Lim TO. Malaysian Statistics on Medical Devices 2007.  2007;56-60.
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CHAPTER 11 | Ophthalmology DEVICES IN MALAYSIAN HOSPITALS

Chandramalar TS 1, Shamala R 1, Jethananda2

1. Hospital Sungai Buloh, 2. Clinical Research Centre, Ministry Of Health

Summary: A total of 12 devices utilised by ophthalmology departments in Malaysia were described and analysed. There were 
inequities in device distribution with more devices being concentrated in the Klang Valley. There were also differences in device 
availability between public and private sectors as exemplified by the Optical Coherence Tomography machines (2 in public sector, 10 
in the private sector.) For future surveys, there is a need to also analyse the availability of trained personnel to operate these devices.

Ophthalmology services have evolved through the years giving rise to a need for various ophthalmic devices which are crucial in diagnosing 
and treating anterior and posterior segment diseases of the eye. There were 120 hospitals in the public and private sectors in Malaysia offering 
ophthalmology services. However, only 101 hospitals, out of which 38 public hospitals (95%) and 63 private hospitals (78.75%), responded with 
data regarding ophthalmic medical devices available in their respective institutions (response rate of 84.17%). 

The slit lamp is a microscope which can magnify the eye to facilitate the detection of various ocular pathologies. It is one of the most important 
devices required in an ophthalmic practice as demonstrated by the presence of 236 slit lamps in the public and 104 slit lamps in the private sector, 
majority of which is found in Selangor and Federal Territory. 

The ultrasound principles are utilised in A scan which measures the axial length of structures in the globe (mainly used for intraocular calculation 
for cataract surgery) and B scan which can be used to visualise the structures of the posterior segment of the eye. The A scan machine was 
available in 45 public hospitals and 53 private hospitals mainly in Selangor and Federal Territory. There were 53 B scan machines almost equally 
distributed between both sectors with 35.8% of the machines concentrated in Selangor, Putrajaya and WP Kuala Lumpur. 

The Optical Coherence Tomography (OCT) machine is able to visualise the various layers of the retina and the optic disc which is especially 
crucial in the diagnosis of glaucoma and retinal pathologies. However, due to the high costs, only two machines were in the public sector and 
these were located in Terengganu and Selayang. The private sector was fortunate to be able to afford 10 machines with the majority located in 
Selangor, Putrajaya and WP Kuala Lumpur.  
	
The automated visual field is a useful device which helps to measure and monitor the visual field loss in glaucoma patients. There were 68 
machines in Malaysia equally distributed between the public and private sectors with 32.4% located in Selangor, Putrajaya and WP Kuala Lumpur.  
The autorefractometer is used to estimate the amount of the refractive error of the patients and about 74% of the machines were located in the private sector. 

The ophthalmic laser systems encompass both the use of argon and diode laser. Argon lasers are utilised in photocoagulation in the event of 
proliferative diabetic retinopathy and retinal pathologies like retinal breaks whereas diode lasers can be used to create peripheral iridectomy or 
capsulotomy in treatment of angle closure glaucoma and posterior capsule opacification post cataract surgery.  The data indicates that there were 
slightly more argon lasers in the private sector (56%) whereas the public sector has more diode lasers (55.6%). It is important to note that the 
states of Perlis, Kedah, Terengganu, Kelantan and Sarawak did not possess diode lasers at all.  

Ophthalmic surgery is a very crucial component of an ophthalmic practice which requires the use of an operating microscope and other equipment 
like phacoemulsification machines and posterior vitrectomy machines. Ophthalmologists in Malaysia have progressed to phacoemulsification 
as the preferred method for cataract surgery which offers faster rehabilitation and reduced astigmatism. The phacoemulsification and posterior 
vitrectomy machines can exist individually or be combined together in a single machine. There were 137 operating microscopes in Malaysia equally 
distributed between both sectors with almost 1/3 of machines located in Selangor, Putrajaya and WP Kuala Lumpur. The private sector possessed 
57.8% of the phacoemulsification machines which were mainly located in Selangor, Putrajaya and WP Kuala Lumpur. There were a total of 15 posterior 
vitrectomy machines in the country which were equally distributed between the public and private sectors. Centres which do not have a posterior 
vitrectomy machine actually have a machine which is incorporated together with the phacoemulsification machine as seen in Perak, Melaka and 
Terengganu. Most of the centres prefer to have a posterior vitrectomy machine combined with the phacoemusification machine as evidenced by the data.
 
The ophthalmic devices described are crucial to ensure the quality of care of patients with ophthalmic conditions; thus the devices should be 
maintained and upgraded as needed by both the public and private hospitals. The medical personnel handling the devices should be taught to 
handle and maintain the machines besides optimising the usage to the full capacity of the machine. It may be necessary to ensure equal distribution 
of the devices to each centre depending on the workload handled by each centre and to ensure the upgrading of any programs in the devices.      

Limitations  
The data provided may not be truly reflective of the actual number of devices available or its distribution in individual states. Many of the hospitals 
have not provided accurate data and some have failed to respond especially, the private sector, which eventually affects the true situation. It is also 
not evident if the instruments were utilised to its full capacity or if the personnel were trained to utilise and maintain the devices or if the devices 
were in working condition. 
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Table 11.1 Number & Density of Slit lamps, A Scans, B Scans and Optical Coherence Tomography in Malaysian Hospitals by States & Sectors, 2009

State Sector
Slit lamp A Scan B Scan

Optical Coherence 
Tomography (OCT)

No pmp No pmp No pmp No pmp

Malaysia Public 236 45 27 2
Malaysia Private 104 53 26 10
Malaysia Total 340 12.19 98 3.51 53 1.9 12 0.43
Perlis Public 7 2 2 0
Perlis Private 0 0 0 0
Perlis Total 7 29.54 2 8.44 2 8.44 0 0
Kedah Public 6 1 1 0
Kedah Private 3 2 1 0
Kedah Total 9 4.63 3 1.54 2 1.03 0 0
Perlis & Kedah Public 13 3 3 0
Perlis & Kedah Private 3 2 1 0
Perlis & Kedah Total 16 7.34 5 2.29 4 1.84 0 0
Pulau Pinang Public 18 1 0 0
Pulau Pinang Private 21 10 5 0
Pulau Pinang Total 39 24.68 11 6.96 5 3.16 0 0
Perak Public 21 5 3 0
Perak Private 2 2 1 0
Perak Total 23 9.47 7 2.88 4 1.65 0 0
Selangor & WP Putrajaya Public 24 7 5 1
Selangor & WP Putrajaya Private 39 12 6 2
Selangor & WP Putrajaya Total 63 12.52 19 3.77 11 2.19 3 0.6
WP KL Public 0 0 0 0
WP KL Private 22 14 8 3
WP KL Total 22 12.92 14 8.22 8 4.7 3 1.76
Selangor & WP Putrajaya & WP KL Public 24 7 5 1
Selangor & WP Putrajaya & WP KL Private 61 26 14 5
Selangor & WP Putrajaya & WP KL Total 85 12.62 33 4.9 19 2.82 6 0.89
Negeri Sembilan Public 18 2 1 0
Negeri Sembilan Private 3 3 3 0
Negeri Sembilan Total 21 20.99 5 5 4 4 0 0
Melaka Public 13 1 1 0
Melaka Private 3 2 1 0
Melaka Total 16 21.01 3 3.94 2 2.63 0 0
Johor Public 39 6 4 0
Johor Private 4 4 1 2
Johor Total 43 13.15 10 3.06 5 1.53 2 0.61
Pahang Public 23 4 4 0
Pahang Private 0 0 0 0
Pahang Total 23 15.16 4 2.64 4 2.64 0 0
Terengganu Public 15 2 1 1
Terengganu Private 0 0 0 0
Terengganu Total 15 14.48 2 1.93 1 0.97 1 0.97
Kelantan Public 19 2 2 0
Kelantan Private 2 1 0 0
Kelantan Total 21 12.81 3 1.83 2 1.22 0 0
Sabah & WP Labuan Public 20 6 1 0
Sabah & WP Labuan Private 0 0 0 0
Sabah & WP Labuan Total 20 6.1 6 1.83 1 0.31 0 0
Sarawak Public 13 6 2 0
Sarawak Private 5 3 0 3
Sarawak Total 18 7.29 9 3.64 2 0.81 3 1.21
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Table 11.2 Number and Density of Automated Visual Fields, Opthalmic Laser Systems (Argon and Diode) and Autorefractometers in  
                   Malaysian Hospitals by States and Sectors, 2009

State Sector
Automated visual field Opthalmic laser 

systems: Argon laser
Opthalmic laser 

systems: Diode laser Autorefractometer

No pmp No pmp No pmp No pmp

Malaysia Public 34 29 15 26
Malaysia Private 34 37 12 47
Malaysia Total 68 2.44 66 2.37 27 0.97 73 2.62
Perlis Public 1 1 1 1
Perlis Private 0 0 0 0
Perlis Total 1 4.22 1 4.22 1 4.22 1 4.22
Kedah Public 1 2 0 2
Kedah Private 1 2 0 3
Kedah Total 2 1.03 4 2.06 0 0 5 2.57
Perlis & Kedah Public 2 3 1 3
Perlis & Kedah Private 1 2 0 3
Perlis & Kedah Total 3 1.38 5 2.29 1 0.46 6 2.75
Pulau Pinang Public 1 1 2 3
Pulau Pinang Private 7 6 1 13
Pulau Pinang Total 8 5.06 7 4.43 3 1.9 16 10.13
Perak Public 3 2 2 3
Perak Private 1 1 0 1
Perak Total 4 1.65 3 1.24 2 0.82 4 1.65
Selangor & WP Putrajaya Public 7 4 2 3
Selangor & WP Putrajaya Private 8 6 6 8
Selangor & WP Putrajaya Total 15 2.98 10 1.99 8 1.59 11 2.19
WP KL Public 0 0 0 0
WP KL Private 7 10 4 9
WP KL Total 7 4.11 10 5.87 4 2.35 9 5.28
Selangor & WP Putrajaya & WP KL Public 7 4 2 3
Selangor & WP Putrajaya & WP KL Private 15 16 10 17
Selangor & WP Putrajaya & WP KL Total 22 3.27 20 2.97 12 1.78 20 2.97
Negeri Sembilan Public 2 1 1 2
Negeri Sembilan Private 1 3 0 3
Negeri Sembilan Total 3 3 4 4 1 1 5 5
Melaka Public 1 1 1 0
Melaka Private 2 2 0 3
Melaka Total 3 3.94 3 3.94 1 1.31 3 3.94
Johor Public 4 2 1 3
Johor Private 4 4 1 4
Johor Total 8 2.45 6 1.84 2 0.61 7 2.14
Pahang Public 1 3 2 2
Pahang Private 0 0 0 0
Pahang Total 1 0.66 3 1.98 2 1.32 2 1.32
Terengganu Public 2 1 0 1
Terengganu Private 0 0 0 0
Terengganu Total 2 1.93 1 0.97 0 0 1 0.97
Kelantan Public 3 3 0 3
Kelantan Private 0 0 0 0
Kelantan Total 3 1.83 3 1.83 0 0 3 1.83
Sabah & WP Labuan Public 5 3 3 1
Sabah & WP Labuan Private 0 0 0 0
Sabah & WP Labuan Total 5 1.53 3 0.92 3 0.92 1 0.31
Sarawak Public 3 5 0 2
Sarawak Private 3 3 0 3
Sarawak Total 6 2.43 8 3.24 0 0 5 2.02
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Table 11.3 Number and Density of Operating Microscopes, Phacoemulsification Machines and Posterior Vitrectomy Machines  
	     (stand alone and combined) in Malaysian Hospitals by States and Sectors, 2009 

State Sector
Operating 

microscope

Phacoemulsification 
machine (stand 

alone)

Posterior 
vitrectomy machine: 

Stand alone

Posterior 
vitrectomy machine: 

Combined with 
phacoemulsification

No pmp No pmp No pmp No pmp

Malaysia Public 64 37 8 12
Malaysia Private 73 50 7 21
Malaysia Total 137 4.91 87 3.12 15 0.54 33 1.18
Perlis Public 3 1 1 0
Perlis Private 0 0 0 0
Perlis Total 3 12.66 1 4.22 1 4.22 0 0
Kedah Public 2 0 0 1
Kedah Private 2 2 0 1
Kedah Total 4 2.06 2 1.03 0 0 2 1.03
Perlis & Kedah Public 5 1 1 1
Perlis & Kedah Private 2 2 0 1
Perlis & Kedah Total 7 3.21 3 1.38 1 0.46 2 0.92
Pulau Pinang Public 3 1 0 0
Pulau Pinang Private 9 5 0 5
Pulau Pinang Total 12 7.59 6 3.8 0 0 5 3.16
Perak Public 6 2 0 0
Perak Private 8 6 0 2
Perak Total 14 5.77 8 3.3 0 0 2 0.82
Selangor & WP Putrajaya Public 12 8 1 1
Selangor & WP Putrajaya Private 25 12 3 5
Selangor & WP Putrajaya Total 37 7.35 20 3.97 4 0.79 6 1.19
WP KL Public 0 0 0 0
WP KL Private 10 9 1 1
WP KL Total 10 5.87 9 5.28 1 0.59 1 0.59
Selangor & WP Putrajaya & WP KL Public 12 8 1 1
Selangor & WP Putrajaya & WP KL Private 35 21 4 6
Selangor & WP Putrajaya & WP KL Total 47 6.98 29 4.3 5 0.74 7 1.04
Negeri Sembilan Public 6 2 1 1
Negeri Sembilan Private 3 3 2 0
Negeri Sembilan Total 9 9 5 5 3 3 1 1
Melaka Public 3 2 0 1
Melaka Private 4 1 0 1
Melaka Total 7 9.19 3 3.94 0 0 2 2.63
Johor Public 8 8 1 1
Johor Private 5 5 1 3
Johor Total 13 3.98 13 3.98 2 0.61 4 1.22
Pahang Public 6 5 1 2
Pahang Private 0 0 0 0
Pahang Total 6 3.96 5 3.3 1 0.66 2 1.32
Terengganu Public 2 1 0 1
Terengganu Private 0 0 0 0
Terengganu Total 2 1.93 1 0.97 0 0 1 0.97
Kelantan Public 2 2 1 1
Kelantan Private 1 0 0 0
Kelantan Total 3 1.83 2 1.22 1 0.61 1 0.61
Sabah & WP Labuan Public 8 3 1 0
Sabah & WP Labuan Private 0 0 0 0
Sabah & WP Labuan Total 8 2.44 3 0.92 1 0.31 0 0
Sarawak Public 3 2 1 3
Sarawak Private 6 7 0 3
Sarawak Total 9 3.64 9 3.64 1 0.4 6 2.43



47

National Medical Device Statistics 2009                                                                                                                                                                                 	

CHAPTER 12 | EMERGENCY AND TRAUMA DEVICES IN MALAYSIAN HOSPITALS

Ridzuan MI¹, Khairul NH², Sabariah FJ³, Jethananda4

1. Hospital Ampang,  2. Hospital Putrajaya,  3. Hospital Sg. Buloh, 4. Clinical Research Centre, Ministry Of Health

Summary: A total of 2 emergency and trauma devices, namely video laryngoscopes and portable ventilators were analysed. 
Overall the devices mentioned are important tools to ensure quality of care to critically ill patients and therefore it is vital to 
make them available at all times in all facilities running emergency care. It is easy to train emergency medical providers to use 
these devices and time and again these devices have proven as worthy assets for patients in need of emergency intervention. 
The presence of emergency physicians will help ensure the proper usage of these devices and ensure quality of care is 
maintained at all times.

The development and growth of Emergency Medical Services have been steadily improving since the emergence of Emergency Physicians (EPs) 
in Emergency and Trauma Departments all over Malaysia. The role of the EPs is to improve quality of service and ensure proper emergency care is 
provided when the need arises. The initial number of 5 EPs in 2003, increased to become 84 EPs distributed all over the country both in Ministry 
of Health (MOH) and university hospitals in 2009. The number of EPs is increasing every year.  

In keeping with recent developments in acute care, we now see an increase in the number of patients being intubated and ventilated in the 
Emergency and Trauma Department and duration of stay is longer in the department since ward beds are deemed a valuable commodity.

Devices such as video assisted laryngoscope and portable ventilators are now proven to be a necessity in Emergency and Trauma 
Departments to ensure good quality care to patients.

Video assisted laryngoscopes are important tools to help manage difficult intubations with or without the presence of an anaesthetist. With the 
equipment readily available in the department, it helps in reducing time in securing an airway. The practice of calling for assistance in managing 
difficult airways is still practised but as it time consuming, this device helps reduces this delay. The EPs are trained in using this equipment and 
are currently teaching emergency medical officers/housemen to use them to ensure ongoing usage when needed. From the data collected, we 
see the popularity of such a device made available in Emergency and Trauma Departments. There were 14 devices placed in the Emergency and 
Trauma Departments with one third (35%)  available in the Klang Valley. The data shows that 60% of the devices were located in public hospitals 
with EPs. It is interesting to note that 40% of such devices were found in private hospitals. The question arises of its usage as there were no EPs in 
the private sector. Most likely in the private setting, these devices were placed in the emergency department but used exclusively by anaesthetists.

The 2009 data shows 256 portable ventilators were readily available in Emergency and Trauma Departments in Malaysia. Eighty-six percent were 
located in public hospitals and only 14% were in private hospitals. The requirement of such devices is justified as ventilated patients are frequently 
moved around or within hospitals (inter and intra facility transfer) for radiological investigations or further management. The length of stay of a 
ventilated patient in the emergency and trauma department has become longer in view of unavailability of beds especially in the ICU, indirectly 
resulting in the need to enhance the quality of care of ventilated patients in the Emergency and Trauma Department. This practice is now a daily 
occurrence in public emergency departments where the trend of sending patients immediately to ICU or respective discipline is becoming less 
popular. Managing patients holistically at the level of the Emergency and Trauma Department is a well accepted concept. Hence, the importance 
of having adequate numbers of portable ventilators in the emergency department is an issue that is to be considered seriously.

Limitation
The 2009 data portraying the distribution of these devices may not reflect the true scenario of its usage in emergency practice. The data just 
reports the availability of the devices in the Emergency and Trauma Department; the extent of intubating and ventilating a patient using these 
devices cannot be ascertained. However, assessment of data collected also shows that many hospitals have not provided accurate data and this 
limits us getting a picture of the true distribution of such devices. 
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Table 12.1 Number & Density of Portable Ventilators and Video Assisted Laryngoscopes in Malaysian Hospitals by States and Sectors, 2009

State sector
Portable ventilator Video assisted laryngoscope

No pmp No pmp
Malaysia Public 221 8
Malaysia Private 35 6
Malaysia Total 256 9.18 14 0.5
Perlis Public 3 0
Perlis Private 0 0
Perlis Total 3 12.66 0 0
Kedah Public 27 1
Kedah Private 0 0
Kedah Total 27 13.9 1 0.51
Perlis & Kedah Public 30 1
Perlis & Kedah Private 0 0
Perlis & Kedah Total 30 13.76 1 0.46
Pulau Pinang Public 14 0
Pulau Pinang Private 0 0
Pulau Pinang Total 14 8.86 0 0
Perak Public 22 1
Perak Private 6 0
Perak Total 28 11.53 1 0.41
Selangor & WP Putrajaya Public 24 2
Selangor & WP Putrajaya Private 9 2
Selangor & WP Putrajaya Total 33 6.56 4 0.79
WP KL Public 0 0
WP KL Private 8 1
WP KL Total 8 4.7 1 0.59
Selangor & WP Putrajaya & WP KL Public 24 2
Selangor & WP Putrajaya & WP KL Private 17 3
Selangor & WP Putrajaya & WP KL Total 41 6.09 5 0.74
Negeri Sembilan Public 8 0
Negeri Sembilan Private 0 0
Negeri Sembilan Total 8 8 0 0
Melaka Public 8 0
Melaka Private 4 0
Melaka Total 12 15.76 0 0
Johor Public 18 2
Johor Private 5 2
Johor Total 23 7.04 4 1.22
Pahang Public 15 0
Pahang Private 0 0
Pahang Total 15 9.89 0 0
Terengganu Public 24 1
Terengganu Private 0 0
Terengganu Total 24 23.17 1 0.97
Kelantan Public 11 1
Kelantan Private 2 0
Kelantan Total 13 7.93 1 0.61
Sabah & WP Labuan Public 30 0
Sabah & WP Labuan Private 0 0
Sabah & WP Labuan Total 30 9.15 0 0
Sarawak Public 17 0
Sarawak Private 1 1
Sarawak Total 18 7.29 1 0.4
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CHAPTER 13 | NEONATAL INTENSIVE CARE DEVICES IN MALAYSIAN HOSPITALS

Neoh SH1, Cheah IGS1, Yung CL2

1.  Hospital Kuala Lumpur, 2. Clinical Research Centre, Ministry of Health

Summary:  A total of 13 neonatal devices were described and analysed. Overall, the recommended norms were not met 
for nasal Continuous Positive Airway Pressure drivers, neonatal ventilators and neonatal incubators. There were wide 
variations in the absolute numbers and the numbers of devices per 1000 livebirths for the different states. There may be 
gaps in the data collected and hopefully this will be filled in subsequent reports.

A survey on medical devices in neonatal intensive care units (NICU) in Malaysia was carried out in 2009 using survey forms that were sent to a 
total of 238 public and private hospitals. One hundred and seventeen  (98.3%) public hospitals and 108 (90.76%) private hospitals responded. The 
devices surveyed were nasal Continuous Positive Airway Pressure (CPAP) device, conventional mechanical ventilator, high-end neonatal ventilator 
capable of providing synchronised ventilation and volume-targeted ventilation, high frequency oscillatory ventilator, high frequency jet ventilator, 
transport ventilator, basic incubator, intensive care incubator and transport incubator. 

The norms used in the analysis were obtained from the Paediatric Department Operational Policy, Ministry of Health, 20091 (Refer Table 13.1 and 
13.2). 
	
Table 13.1 Neonatal bed norms

Level of care Norm
Level III and IV 1.5 beds per 1000 livebirths per year
If Level III only 1 bed per 1000 livebirths per year
Level II b     1 bed per 1000 livebirths per year
Level II a 4 beds per 1000 livebirths per year
Level I        20-24 beds per 1000 livebirths per year

Table 13.2 Device Norms for Neonatal Wards (Only for Devices Surveyed)

Device Norm by bed Norm by 1000 livebirths
Nasal CPAP device 1 per 2 Level III/IV bed 0.75 per 1000 livebirths
Neonatal ventilator (both conventional and volume targeted) 1 per 1 Level III/IV bed 1.5 per 1000 livebirths
Intensive care incubator 1 per 2 Level III/IV bed 0.75 per 1000 livebirths
Basic incubator 1 per 2 Level II bed 2.5 per 1000 livebirths
High frequency oscillatory ventilator 2 per NICU state hospital or referral centre               -
Transport incubator 2 per NICU                -
Transport ventilator 1 per NICU                -

There were 165 nasal CPAP devices available and this gave an overall rate of 0.33 per 1000 livebirths. This was still below the recommended norm 
of 0.75 per 1000 livebirths (Table 13.2). One hundred and twenty-six of these were in the public hospitals and 39 were in the private hospitals 
(Table 13.3). Perlis and Negeri Sembilan were the only states that met the recommended norm for nasal CPAP device (Table 13.3). The number of 
available nasal CPAP devices quoted in the survey underestimated the use of this technology in the care of babies with respiratory distress and/or 
apnoea. As these devices were quite costly, many hospitals provided nasal CPAP by using humidifier and under water seal. Some provided nasal 
CPAP using conventional mechanical ventilators. 

Neonatal ventilators fell into two broad groups. They were the conventional mechanical ventilator and the high end neonatal ventilator capable 
of providing synchronised ventilation and volume-targeted ventilation (Table 13.4). There was still a shortage of ventilators for neonatal patients. 
There were a total of 476 neonatal ventilators in Malaysia which was a rate of 0.96 per 1000 livebirth (Table 13.4). This was lower than the 
recommended norm of 1.5 per 1000 livebirths (Table 13.2). The vast majority (84.2%) of ventilators for neonatal patients were found in the public 
hospitals (Table 13.4). This was because the majority of neonatal patients who required intensive care were nursed in the public hospitals. Wilayah 
Persekutuan KL and Kelantan were the only states that have met the recommended norms for neonatal ventilators (Table 13.4). 
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Of the neonatal ventilators available in public hospitals, 27.7% were high-end ventilators (Table 13.4). High-end ventilators also accounted for 

26.7% of the neonatal ventilators in the public hospitals (Table 13.4). Kedah had the highest number of high-end neonatal ventilator (0.91 per 

1000 livebirths) (Table 13.4). This was followed by WP KL (0.62 per 1000 livebirths), Terengganu (0.61 per 1000 livebirths) and Kelantan (0.59 

per 1000 livebirths) (Table 13.4).  

High frequency oscillatory ventilation is still a relatively new modality of ventilation in the NICUs in Malaysia. The use of high frequency jet ventilation 

for the neonates is even more recent. Most paediatricians here are still in the learning curve for these two modalities of ventilation, which are 

generally used as a rescue and not as first line therapy.

It is recommended that NICU in state hospitals or referral centres have 2 units of high frequency oscillatory ventilators each (Table 13.2). There 

were a total of 52 high frequency oscillatory ventilators in Malaysia (Table 13.5). Thirty-eight were found in public hospitals, 14 were in private 

hospitals (Table 13.5). All NICUs in the state hospitals and referral centres have at least 1 high frequency oscillatory ventilator (Table 13.5). Perlis 

was the only state without a high frequency oscillatory ventilator (Table 13.5). Eleven of the 17 high frequency oscillators in the private hospitals 

were in WPKL (Table 13.5). 

High frequency jet ventilation was recently introduced to the NICUs in Malaysia. There were only 10 units available in the public hospitals (Table 

13.5). Three of these were in Sarawak, 2 in Kedah, 1 in Perak and 1 in Selangor (Table 13.5). There were 3 units of high frequency jet ventilators 

in the private hospitals (Table 13.5).

It is recommended that each NICU should have 1 transport ventilator (Table 13.5). Most NICUs in public hospitals with paediatricians have a 

transport ventilator but most small public hospitals do not.  There were only 22 transport ventilators available in the private hospitals surveyed 

(Table 13.5).

There were a total of 1180 neonatal incubators (Table 13.6); 936 of these were in the public hospitals and 244 were in the private hospitals (Table 

13.6). Of the 1180 neonatal incubators, 840 (71.2%) were basic incubators and 181 (15.3%) were intensive care incubators (Table 13.6). The 

recommended norms for neonatal incubators are 2.5 basic incubators per 1000 livebirths and 0.75 intensive care incubators per 1000 livebirths, 

which was a total of 3.25 incubators per 1000 livebirths (Table 13.2). Wilayah Persekutuan KL had the highest absolute number of neonatal 

incubators and the highest number of neonatal incubators per 1000 livebirths (Table 13.6).  This might be due to the higher number of referral 

centres situated in this region, hence the need for more incubators. There were also more private hospitals with neonatologists in this region 

compared with other regions.

The recommended norm for transport incubator is 2 per NICU (Table 13.2). There were 159 transport incubators; 104 were in the public hospitals 

and 55 were in private centres (Table 13.6).  The states with the highest number of transport incubators were Selangor & WP Putrajaya(43), 

WPKL(24), Perak(19) (Table 13.6). Transport incubators were found in most public hospitals and the private hospitals but most small maternity 

centres did not have a transport ventilator for neonates.

Overall, the recommended norms were not met for nasal CPAP drivers, neonatal ventilators and neonatal incubators. There were wide variations 

in the absolute numbers and in the numbers of devices per 1000 livebirths for the different states. 

Limitation	

This is the first report on neonatal devices available in the country. There may be gaps in the data collected and hopefully this will be filled in 

subsequent reports. The ages of the devices were not captured in this survey. Many of the neonatal devices in the public hospitals were more than 
10 years old and needed to be replaced urgently.
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Table 13.3 Number and Types of Nasal CPAP Devices in Malaysian Hospitals by State and Sector, 2009

State Sector
Low technology CPAP High technology CPAP Nasal CPAP machine

No PTLB No PTLB No PTLB
Malaysia Public 82 44 126
Malaysia Private 16 23 39
Malaysia Total 98 0.2 67 0.13 165 0.33
Perlis Public 4 0 4
Perlis Private 0 0 0
Perlis Total 4 0.94 0 0 4 0.94
Kedah Public 10 0 10
Kedah Private 1 0 1
Kedah Total 11 0.31 0 0 11 0.31
Perlis & Kedah Public 14 0 14
Perlis & Kedah Private 1 0 1
Perlis & Kedah Total 15 0.38 0 0 15 0.38
Pulau Pinang Public 0 0 0
Pulau Pinang Private 2 4 6
Pulau Pinang Total 2 0.07 4 0.14 6 0.22
Perak Public 8 10 18
Perak Private 0 1 1
Perak Total 8 0.19 11 0.26 19 0.45
Selangor & WP Putrajaya Public 6 10 16
Selangor & WP Putrajaya Private 3 11 14
Selangor & WP Putrajaya Total 9 0.1 21 0.23 30 0.33
WP KL Public 9 3 12
WP KL Private 1 6 7
WP KL Total 10 0.34 9 0.31 19 0.65
Selangor & WP Putrajaya & WP KL Public 15 13 28
Selangor & WP Putrajaya & WP KL Private 4 17 21
Selangor & WP Putrajaya & WP KL Total 19 0.16 30 0.25 49 0.41
Negeri Sembilan Public 15 3 18
Negeri Sembilan Private 0 1 1
Negeri Sembilan Total 15 0.84 4 0.22 19 1.06
Melaka Public 0 7 7
Melaka Private 0 0 0
Melaka Total 0 0 7 0.52 7 0.52
Johor Public 8 0 8
Johor Private 8 0 8
Johor Total 16 0.27 0 0 16 0.27
Pahang Public 3 1 4
Pahang Private 0 0 0
Pahang Total 3 0.11 1 0.04 4 0.15
Terengganu Public 0 9 9
Terengganu Private 0 0 0
Terengganu Total 0 0 9 0.46 9 0.46
Kelantan Public 11 0 11
Kelantan Private 1 0 1
Kelantan Total 12 0.42 0 0 12 0.42
Sabah & WP Labuan Public 1 0 1
Sabah & WP Labuan Private 0 0 0
Sabah & WP Labuan Total 1 0.02 0 0 1 0.02
Sarawak Public 7 1 8
Sarawak Private 0 0 0
Sarawak Total 7 0.16 1 0.02 8 0.18

PTLB = Per Thousand Live Birth
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Table 13.4 Number and Types of Neonatal Ventilators in Malaysian Hospitals by State and Sector, 2009

State Sector
Conventional 

ventilator
Volume targeted 

ventilator
Ventilators for  

neonatal patients
No PTLB No PTLB No PTLB

Malaysia Public 290 111 401
Malaysia Private 55 20 75
Malaysia Total 345 0.69 131 0.26 476 0.96
Perlis Public 6 0 6
Perlis Private 0 0 0
Perlis Total 6 1.42 0 0 6 1.42
Kedah Public 9 32 41
Kedah Private 2 0 2
Kedah Total 11 0.31 32 0.91 43 1.22
Perlis & Kedah Public 15 32 47
Perlis & Kedah Private 2 0 2
Perlis & Kedah Total 17 0.43 32 0.81 49 1.24
Pulau Pinang Public 10 0 10
Pulau Pinang Private 15 1 16
Pulau Pinang Total 25 0.9 1 0.04 26 0.94
Perak Public 29 3 32
Perak Private 0 1 1
Perak Total 29 0.69 4 0.09 33 0.78
Selangor & WP Putrajaya Public 60 5 65
Selangor & WP Putrajaya Private 11 3 14
Selangor & WP Putrajaya Total 71 0.78 8 0.09 79 0.87
WP KL Public 28 8 36
WP KL Private 18 10 28
WP KL Total 46 1.58 18 0.62 64 2.2
Selangor & WP Putrajaya & WP KL Public 88 13 101
Selangor & WP Putrajaya & WP KL Private 29 13 42
Selangor & WP Putrajaya & WP KL Total 117 0.97 26 0.22 143 1.19
Negeri Sembilan Public 10 5 15
Negeri Sembilan Private 4 0 4
Negeri Sembilan Total 14 0.78 5 0.28 19 1.06
Melaka Public 8 1 9
Melaka Private 0 0 0
Melaka Total 8 0.59 1 0.07 9 0.66
Johor Public 27 0 27
Johor Private 3 3 6
Johor Total 30 0.5 3 0.05 33 0.55
Pahang Public 19 8 27
Pahang Private 0 0 0
Pahang Total 19 0.7 8 0.29 27 0.99
Terengganu Public 9 12 21
Terengganu Private 0 0 0
Terengganu Total 9 0.46 12 0.61 21 1.06
Kelantan Public 26 17 43
Kelantan Private 2 0 2
Kelantan Total 28 0.97 17 0.59 45 1.56
Sabah & WP Labuan Public 34 4 38
Sabah & WP Labuan Private 0 0 0
Sabah & WP Labuan Total 34 0.59 4 0.07 38 0.66
Sarawak Public 15 16 31
Sarawak Private 0 2 2
Sarawak Total 15 0.34 18 0.41 33 0.75

PTLB = Per Thousand Live Birth



53

National Medical Device Statistics 2009                                                                                                                                                                                 	

Table 13.5 Number and Types of High Frequency Ventilators in Malaysia by State and Sector, 2009

State Sector
Transport ventilators 
for neonatal patients

High frequency 
oscillatory ventilator

High frequency 
jet ventilator

No PTLB No PTLB No PTLB
Malaysia Public 34 38 10
Malaysia Private 22 14 3
Malaysia Total 56 0.11 52 0.1 13 0.03
Perlis Public 0 0 0
Perlis Private 0 0 0
Perlis Total 0 0 0 0 0 0
Kedah Public 6 0 2
Kedah Private 1 0 0
Kedah Total 7 0.2 0 0 2 0.06
Perlis & Kedah Public 6 0 2
Perlis & Kedah Private 1 0 0
Perlis & Kedah Total 7 0.18 0 0 2 0.05
Pulau Pinang Public 1 1 0
Pulau Pinang Private 2 1 0
Pulau Pinang Total 3 0.11 2 0.07 0 0
Perak Public 4 2 1
Perak Private 2 0 0
Perak Total 6 0.14 2 0.05 1 0.02
Selangor & WP Putrajaya Public 3 3 1
Selangor & WP Putrajaya Private 6 2 1
Selangor & WP Putrajaya Total 9 0.1 5 0.05 2 0.02
WP KL Public 5 6 0
WP KL Private 4 11 2
WP KL Total 9 0.31 17 0.58 2 0.07
Selangor & WP Putrajaya & WP KL Public 8 9 1
Selangor & WP Putrajaya & WP KL Private 10 13 3
Selangor & WP Putrajaya & WP KL Total 18 0.15 22 0.18 4 0.03
Negeri Sembilan Public 0 4 0
Negeri Sembilan Private 0 0 0
Negeri Sembilan Total 0 0 4 0.22 0 0
Melaka Public 1 3 0
Melaka Private 1 0 0
Melaka Total 2 0.15 3 0.22 0 0
Johor Public 2 2 0
Johor Private 3 0 0
Johor Total 5 0.08 2 0.03 0 0
Pahang Public 2 0 3
Pahang Private 0 0 0
Pahang Total 2 0.07 0 0 3 0.11
Terengganu Public 2 2 0
Terengganu Private 0 0 0
Terengganu Total 2 0.1 2 0.1 0 0
Kelantan Public 4 4 0
Kelantan Private 1 0 0
Kelantan Total 5 0.17 4 0.14 0 0
Sabah & WP Labuan Public 3 7 0
Sabah & WP Labuan Private 1 0 0
Sabah & WP Labuan Total 4 0.07 7 0.12 0 0
Sarawak Public 1 4 3
Sarawak Private 1 0 0
Sarawak Total 2 0.05 4 0.09 3 0.07

PTLB = Per Thousand Live Birth
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Table 13.6 Number and Types of Incubators in Malaysia by State and Sector, 2009

State Sector
Basic incubator

Neonatal incubator 
for intensive care 

applications

Transport 
incubator Incubator

No PTLB No PTLB No PTLB No PTLB
Malaysia Public 707 125 104 936
Malaysia Private 133 56 55 244
Malaysia Total 840 1.69 181 0.36 159 0.32 1180 2.37
Perlis Public 13 0 1 14
Perlis Private 0 0 0 0
Perlis Total 13 3.07 0 0 1 0.24 14 3.3
Kedah Public 64 6 5 75
Kedah Private 5 2 2 9
Kedah Total 69 1.96 8 0.23 7 0.2 84 2.39
Perlis & Kedah Public 77 6 6 89
Perlis & Kedah Private 5 2 2 9
Perlis & Kedah Total 82 2.08 8 0.2 8 0.2 98 2.49
Pulau Pinang Public 21 0 4 25
Pulau Pinang Private 28 4 5 37
Pulau Pinang Total 49 1.77 4 0.14 9 0.32 62 2.23
Perak Public 84 4 13 101
Perak Private 13 3 6 22
Perak Total 97 2.3 7 0.17 19 0.45 123 2.92
Selangor & WP Putrajaya Public 78 18 28 124
Selangor & WP Putrajaya Private 25 23 15 63
Selangor & WP Putrajaya Total 103 1.13 41 0.45 43 0.47 187 2.05
WP KL Public 89 23 10 122
WP KL Private 35 10 14 59
WP KL Total 124 4.26 33 1.13 24 0.82 181 6.21
Selangor & WP Putrajaya & WP KL Public 167 41 38 246
Selangor & WP Putrajaya & WP KL Private 60 33 29 122
Selangor & WP Putrajaya & WP KL Total 227 1.89 74 0.62 67 0.56 368 3.06
Negeri Sembilan Public 21 0 2 23
Negeri Sembilan Private 6 2 2 10
Negeri Sembilan Total 27 1.51 2 0.11 4 0.22 33 1.85
Melaka Public 27 13 4 44
Melaka Private 4 1 1 6
Melaka Total 31 2.29 14 1.03 5 0.37 50 3.69
Johor Public 83 5 9 97
Johor Private 5 5 4 14
Johor Total 88 1.48 10 0.17 13 0.22 111 1.86
Pahang Public 35 8 3 46
Pahang Private 2 0 2 4
Pahang Total 37 1.36 8 0.29 5 0.18 50 1.84
Terengganu Public 23 23 8 54
Terengganu Private 0 0 1 1
Terengganu Total 23 1.17 23 1.17 9 0.46 55 2.79
Kelantan Public 43 0 3 46
Kelantan Private 6 1 1 8
Kelantan Total 49 1.7 1 0.03 4 0.14 54 1.88
Sabah & WP Labuan Public 72 10 6 88
Sabah & WP Labuan Private 4 0 1 5
Sabah & WP Labuan Total 76 1.31 10 0.17 7 0.12 93 1.61
Sarawak Public 54 15 8 77
Sarawak Private 0 5 1 6
Sarawak Total 54 1.23 20 0.45 9 0.2 83 1.88

PTLB = Per Thousand Live Birth

Reference
1.	 Ministry of Health, Malaysia. Paediatric Department Operational Policy. Ministry of Health, Malaysia. 2009.
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PARTICIPANTS OF THE National Medical DEVICE SURVEY (NMDS) 2009 

Participants comprised of hospitals in both the public and private sectors in Malaysia. There were 124 public hospitals, 3 university hospitals and 

186 private hospitals.

PUBLIC HOSPITALS PARTICIPATING IN NMDS 2009
Public Hospitals (Perlis)

1.	 Hospital Tuanku Fauziah

Public Hospitals (Kedah)	

1 Hospital Baling 2 Hospital Sultan Abdul Halim, Sungai Petani

3 Hospital Jitra 4 Hospital Yan

5 Hospital Kuala Nerang 6 Hospital Sik

7 Hospital Kulim 8 Hospital Sultanah Bahiyah, Alor Setar

9 Hospital Langkawi

Public Hospitals (Penang)	

1 Hospital Balik Pulau 2 Hospital Pulau Pinang

3 Hospital Bukit Mertajam 4 Hospital Seberang Jaya

5 Hospital Kepala Batas 6 Hospital Sungai Bakap

Public Hospitals (Perak)

1 Hospital Bahagia, Ulu Kinta 2 Hospital Seri Manjung

3 Hospital Batu Gajah 4 Hospital Slim River

5 Hospital Changkat Melintang 6 Hospital Sungai Siput

7 Hospital Gerik 8 Hospital Taiping

9 Hospital Kampar 10 Hospital Tapah

11 Hospital Kuala Kangsar 12 Hospital Teluk Intan

13 Hospital Parit Buntar 14 Hospital Raja Permaisuri Bainun, Ipoh

15 Hospital Selama

Public Hospitals (Selangor)

1 Hospital Ampang 2 Hospital Sungai Buloh

3 Hospital Banting 4 Hospital Tanjong Karang

5 Hospital Kajang 6 Hospital Tengku Ampuan Jemaah

7 Hospital Selayang 8 Hospital Tengku Ampuan Rahimah

9 Hospital Serdang

Public Hospitals (WP Putrajaya)

1 Hospital Putrajaya

Appendix  
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Public Hospitals (WP Kuala Lumpur)

1 Hospital Kuala Lumpur 2 Institute of Respiratory Medicine

Public Hospitals (Negeri Sembilan)

1 Hospital Jelebu 2 Hospital Tampin

3 Hospital Jempol 4 Hospital Tuanku Jaafar, Seremban

5 Hospital Port Dickson

Public Hospitals (Melaka)

1 Hospital Alor Gajah 2 Hospital Jasin

3 Hospital Melaka

Public Hospitals (Johor)

1 Hospital Batu Pahat 2 Hospital Segamat

3 Hospital Kluang 4 Hospital Sultan Ismail

5 Hospital Kota Tinggi 6 Hospital Sultanah Aminah

7 Hospital Mersing 8 Hospital Temenggung Seri Maharaja Tun Ibrahim

9 Hospital Pakar Sultanah Fatimah 10 Hospital Tangkak 

11 Hospital Permai 12 Hospital Pontian

Public Hospitals (Pahang)

1 Hospital Jengka 2 Hospital Raub

3 Hospital Jerantut 4 Hospital Sultan Haji Ahmad Shah

5 Hospital Kuala Lipis 6 Hospital Tengku Ampuan Afzan, Kuantan

7 Hospital Muadzam Shah 8 Hospital Pekan

Public Hospitals (Terengganu)

1 Hospital Besut 2 Hospital Kemaman

3 Hospital Dungun 4 Hospital Setiu

5 Hospital Hulu Terengganu 6 Hospital Sultanah Nur Zahirah

Public Hospitals (Kelantan)

1 Hospital Gua Musang 2 Hospital Raja Perempuan Zainab II

3 Hospital Jeli 4 Hospital Tanah Merah

5 Hospital Kuala Krai 6 Hospital Tengku Anis, Pasir Puteh

7 Hospital Machang 8 Hospital Tumpat

9 Hospital Pasir Mas
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Public Hospitals (Sabah)

1 Hospital Beluran 2 Hospital Kinabatangan

3 Hospital Beaufort 4 Hospital Kunak

5 Hospital Duchess Of Kent, Sandakan 6 Hospital Lahad Datu

7 Hospital Keningau 8 Hospital Likas

9 Hospital Kota Belud 10 Hospital Papar

11 Hospital Kota Marudu 12 Hospital Pitas

13 Hospital Kudat 14 Hospital Ranau

15 Hospital Mesra Bukit Padang 16 Hospital Tambunan

17 Hospital Queen Elizabeth 18 Hospital Tawau

19 Hospital Sipitang 20 Hospital Tuaran

21 Hospital Tenom

Public Hospitals (WP Labuan)

1 Hospital Labuan

Public Hospitals (Sarawak)

1 Hospital Bintulu 2 Kapit Hospital

3 Hospital Betong 4 Hospital Limbang

5 Hospital Daerah Bau 6 Hospital Lundu 

7 Hospital Sarikei 8 Hospital Miri

9 Hospital Sentosa 10 Hospital Mukah

11 Hospital Serian 12 Rajah Charles Brooke Memorial Hospital

13 Hospital Sibu 14 Hospital Saratok

15 Hospital Sri Aman 16 Hospital Umum Sarawak 

17 Hospital Kanowit 18 Hospital Simunjan

UNIVERSITY HOSPITALS PARTICIPATING IN NMDS 2009
University Hospitals

1 Pusat Perubatan Universiti Kebangsaan Malaysia (PPUKM) 2 University Malaya Medical Centre (UMMC)

3 Hospital Universiti Sains Malaysia 

Appendix 
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PRIVATE HOSPITALS PARTICIPATING IN NMDS 2009
Public Hospitals (Sarawak)

1 Chang & Koh Maternity & Fertility Centre Sdn. Bhd 2 Pantai Hospital Sg. Petani 

3 INS Specialist Centre Sdn. Bhd 4 Pusat Pakar Amanjaya

5 Jitra Specialist Centre 6 Pusat rawatan Mahsuri

7 Kedah Medical Centre 8 Putra Medical Centre

9 Metro Specialist Hospital 10 Selasih Specialist Centre Sdn. Bhd.

11 Wisma Pakar Perbidanan & Sakit Puan

Public Hospitals (Sabah)

1 Hospital Beluran 2 Hospital Kinabatangan

3 Hospital Beaufort 4 Hospital Kunak

5 Hospital Duchess Of Kent, Sandakan 6 Hospital Lahad Datu

7 Hospital Keningau 8 Hospital Likas

9 Hospital Kota Belud 10 Hospital Papar

11 Hospital Kota Marudu 12 Hospital Pitas

13 Hospital Kudat 14 Hospital Ranau

15 Hospital Mesra Bukit Padang 16 Hospital Tambunan

17 Hospital Queen Elizabeth 18 Hospital Tawau

19 Hospital Sipitang 20 Hospital Tuaran

21 Hospital Tenom

Private Hospitals (Pulau Pinang)

1 Bagan Specialist Centre Sdn. Bhd. 2 Mount Miriam Cancer Hospital

3 Gleneagles Medical Centre ( Pulau Pinang Clinic Sdn Bhd) 4 Pantai Hospital Penang

5 Hope Children Hospital - Bayan Lepas 6 Pearl Maternity Hospital

7 Hope Children Hospital – Jelutong 8 Penang Adventist Hospital (Adventist  Hospital & Clinic Services (M) 

9 Hope Children Hospital-Farlim 10 Penang Specialist Maternity Centre

11 Hope Children Hospital-Gottlieb 12 Penawar Klinik dan Dewan Bersalin Muslimah

13 Hospital Lam Wah Ee 14 Public Specialist Centre Sdn. Bhd

15 Island Hospital 16 Tan & Tan Specialist Maternity &  Gynaecology Centre

17 K.S. Wan & Liow Specialist Maternity Centre Sdn. Bhd 18 Tropicana Medical Centre (Penang) Sdn.  Bhd.

19 KPJ Penang Specialist Hospital  (Formerly known as Bukit Mertajam  Specialist Hospital) 20 Loh Guan Lye & Sons Sdn Bhd (Loh Guan Lye Specialists Centre)

Private Hospitals (Perak)

1 Apollo Medical Centre 2 Pantai Hospital Ipoh

3 Columbia Asia Taiping Hospital 4 Perak Community Specialist Hospital

5 Fatimah Hospital 6 Pusat Perubatan Ar-Ridzuan

7 Kinta Medical Centre Sdn. Bhd. 8 Sri Manjung Specialist Centre Sdn Bhd

9 Klinik Yasmin / Klinik Bersalin Yasmin 10 Tan Specialist Maternity Centre Sdn Bhd

11 KPJ Ipoh Specialist Hospital 12 Yeak Maternity & Gynae Centre Sdn Bhd

13 KPJ Taiping Medical Centr

Appendix 
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Private Hospitals (Selangor)

1 Arunamari Specialist Medical Centre 2 Klinik Pakar Wanita Sheela Sdn. Bhd.

3 Assunta Hospital 4 Ko Specialist Medical Centre

5 Az-Zahrah Islamic Medical Centre 6 KPJ Ampang Puteri Specialist Hospital

7 Britannia Women & Children Specialist  Centre 8 KPJ Damansara Specialist Hospital

9 Columbia Asia Extended Care Hospital 10 KPJ Kajang Specialist Hospital

11 Columbia Asia Medical Centre Puchong 12 KPJ Selangor Specialist Hospital

13 Darul Aiman Sdn Bhd (Putra Medical Centre) 14 KPMC Puchong Sdn. Bhd

15 Darul Ehsan Medical Centre 16 Lam Surgery & Maternity Home Sdn. Bhd.

17 Ganesan Medical Centre Sdn. Bhd 18 Metro Maternity Sdn Bhd.

19 Gombak Medical Centre 20 Pantai Klang Specialist Medical Centre

21 Hospital Bersalin Razif 22 Pusat Bersalin Seri Kembangan

23
Hospital Bersalin, Klinik Pakar & Poliklinik Pusat Rawatan Islam 
(PCSB)  Kota Damansara

24 Pusat Pakar Wanita dan Bersalin Mutiara

25 Hospital Pakar An-Nur Hasanah Sdn Bhd 26 Pusat Pakar Wanita Dan Bersalin Selayang

27 Joe Medical Centre 28 Pusat Perubatan Damansara Damai

29 Kajang Medical Centre Sdn. Bhd. 30 Pusat Perubatan Dan Bersalin Umra

31 Kajang Plaza Medical Centre 32 Pusat Perubatan Kohilal Sdn Bhd

33 Kelana Jaya Medical Centre Sdn Bhd 34 Pusat Rawatan Islam (MAIS)

35 Klinik Damo & Pusat Bersalin 36 QHC Medical Centre

37 Klinik Pakar Bersalin Dan Bedah Serendah 38 Shah Alam Specialist Hospital (Salam Medical Centre Sdn. Bhd)

39 Klinik Pakar Wanita & Bersalin Subang Permai 40 Sime Darby Medical Centre Subang Jaya

41 Klinik Pakar Wanita dan Keluarga Kapar Indah 42 Sri Kota Specialist Medical Centre

43 Sunway Medical Centre 44 Tropicana Medical Centre (M) Sdn Bhd

45 Tun Hussein Onn National Eye Hospital

Private Hospitals (WP Kuala Lumpur)

1 Al-Islam Specialist Hospital 2 Lourdes Medical Centre

3 Appollo TTDI Medical Centre 4 National Heart Institute Sdn. Bhd.

5 Chaudhury Medic-Centre 6 Pantai Hospital Ampang

7 Cheras Specialist Maternity Home 8 Pantai Hospital Cheras

9 Chong & Partners Maternity & Surgery 10 Pantai Hospital Kuala Lumpur

11 Damai Service Hospital (HQ) Sdn. Bhd. 12 Poliklinik Kotaraya & Klinik Pakar Wanita

13 Danau Kota Hospital 14 Prince Court Medical Centre

15 Dato Harnam E.N.T. Specialist Clinic Sdn. Bhd. 16 Pudu Specialists Centre Sdn Bhd

17 Gleneagles Intan Medical Centre 18 Pusat Materniti & Surgeri Pertama

19 HSC Medical Centre (KL) Sdn. Bhd 20 Pusat Pakar Tawakal Sdn. Bhd.

21 Imran Ear, Nose & Throat Specialist Hospital 22 Pusat Pakar Wanita Ang

23 Klinik Pakar Wanita Kepong Dan Pusat Bersalin 24 Pusat Perubatan Naluri Sdn. Bhd.

25 Klinik Pakar Wanita Nara 26 PUSRAWI Hospital Sdn. Bhd

27
Klinik Samuel Dan Samuel Specialist  And Maternity Centre And 
Specialist  Clinic For Women

28 Roopi Medical Centre

29 Klinik Sarmukh dan Pusat Bersalin 30 Sentosa Medical Centre Sdn. Bhd.

31 Kuala Lumpur Sports Medicine Centre Sdn Bhd (KLSMC) 32 Taj Hospital / Polyclinic Taj (GRFL)

33 TDMC Hospital Sdn Bhd 34 Tung Shin Hospital

35 UM Specialist Centre Sdn.Bhd
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Private Hospitals (Negeri Sembilan)

1 Columbia Asia Medical Centre, Seremban 2 N. S. Chinese Maternity Hospital & Medical Centre

3 Klinik Pakar Wanita Dan Rumah Bersalin Rekha Sdn. Bhd 4 NCI Hospital

5 Mawar Renal Medical Centre 6 Seremban Specialist Hospital Sdn. Bhd

Private Hospitals (Melaka)

1 Damai Medical and Heart Clinic Sdn. Bhd 2 Pantai Hospital Ayer Keroh

3 Mahkota Medical Centre Sdn. Bhd 4 Putra Specialist Hospital (Melaka) Sdn. Bhd.

Private Hospitals (Johor)

1 Century Specialist Maternity Sdn Bhd. 2 Pantai Batu Pahat Hospital

3 Goh Maternity Centre 4 Pusat Pakar Kluang Utama

5 Hoo Specialists Maternity & Surgery Sdn Bhd 6 Pusat Pakar Perbidanan & Sakit Puan  Raja

7 Hospital Pakar Scudai /Scudai Surgical Centre (M) Sdn Bhd 8 Pusat Pakar Perbidanan dan Wanita  Perdana

9 Hospital Penawar Sdn Bhd. /Penawar Hospital 10 Pusat Pakar Sakit Puan dan Perbidanan  Khor & Loh Sdn.Bhd

11 Hospital Waqaf An-Nur Pasir Gudang 12 Pusat Pakar Wanita dan Perbidanan Johor

13 JB Specialist Hospital Sdn. Bhd  (Formerly known as Hospital Pakar Siow  Sdn Bhd) 14 Puteri Specialist Hospital / Hospital  Pakar Puteri

15 Johor Jaya Maternity Centre Sdn Bhd 16 Putra Specialist Hospital (Batu Pahat) Sdn. Bhd

17 Kempas Medical Centre 18 Rakyat Maternity Hospital

19 Kluang Specialist Maternity Centre 20 Regency Specialist Hospital

21 KPJ Johor Specialist Hospital 22 Specialist Women Hospital Sdn Bhd

23 Landmark Medical Centre Sdn. Bhd 24 Tan Klinik Pakar Perbidanan

25 Loke Specialist Maternity Centre 26 Tey Maternity Specialist & Gynae Centre Sdn Bhd

27 Medical Specialist Centre (JB) Sdn. Bhd 28 Ng Specialist Maternity Centre

Private Hospitals (Pahang)

1 Dr S.T. Chong, Maternity and Surgery 2 Pusat Rawatan Keluarga MUIP Sdn. Bhd.

3 Klinik Pakar Wanita Chan 4 W. Y. Ko Specialist Maternity and Gynaecology Centre

5 Kuantan Clinical Diagnostic Centre  (KCDC Hosp.Sdn Bhd) 6 Kuantan Specialist Hospital

Private Hospitals (Terengganu)
1 Kuala Terengganu Specialist Hospital Sdn. Bhd

Private Hospitals (Kelantan)

1 Kota Bharu Medical Centre 2 Perdana Specialist Hospital

3 Pusat Perubatan An-Nisa

Private Hospitals (Sabah)
1 Damai Specialist Centre Hospital Kota Kinabalu Sabah. 2 Kota Kinabalu Specialist Centre
3 Kim Fung Medical Centre Sdn. Bhd. 4 Rafflesia Medical Centre
5 Klinik Obstetrik & Ginekologi Dr. Teo Sdn. Bhd

Private Hospitals (Sarawak)
1 Columbia Asia Medical Centre, Miri 2 Ong Specialist Centre

3 Helen Ngu Women Hospital. 4 Rejang Medical Centre

5 Kuching Specialist Hospital 6 Sibu Specialist Medical Centre

7 Miri United Healthcare Sdn Bhd 8 Timberland Medical Centre

9 Normah Medical Specialist Centre

Appendix 


